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4  Introduction 

The  early  detection  of  breast  cancer  reduces  patient  mortality.  The  most  common  method 
of  breast  cancer  detection  is  palpation.  However,  lesions  that  lie  deep  within  the  breast  are 
difhcult  to  palpate  when  they  are  small.  Thus,  Acoustic  Radiation  Force  Impulse  (ARFI) 
imaging,  a  method  of  remote  palpation  which  may  allow  the  detection  of  small  lesions  lying 
deep  within  the  breast,  is  currently  under  investigation.  In  this  method,  focused  ultrasound 
is  used  to  apply  localized  radiation  force  to  small  volumes  of  tissue  (2  mm®)  for  short  dura¬ 
tions  (less  than  1  msec)  and  the  resulting  tissue  displacements  are  mapped  using  ultrasonic 
correlation  based  methods.  The  tissue  displacements  are  inversely  proportional  to  the  stiff¬ 
ness  of  the  tissue,  and  thus  a  stiffer  region  of  tissue  exhibits  smaller  displacements  than  a 
more  compliant  region.  Due  to  the  short  duration  of  the  force  application,  this  method  pro¬ 
vides  information  about  the  mechanical  impulse  response  of  the  tissue,  which  reflects  tissue 
visco-elastic  characteristics.  The  research  performed  during  the  three  years  of  support  in¬ 
cludes:  finite  element  modeling  of  tissue  mechanical  and  thermal  response  to  ARFI  imaging, 
experimental  validation  of  the  mechanical  model,  design  and  construction  of  calibrated  tissue 
phantoms,  development  of  real-time  ARFI  imaging  pulse  sequences  (with  data  processing 
performed  off-line),  and  a  pilot  clinical  study  of  ARFI  imaging  in  the  breast. 


5  Body 

ARFI  imaging  is  an  entirely  new  imaging  modality  that  provides  information  about  the 
mechanical  properties  of  tissue.  Support  was  provided  over  the  last  three  years  for  the 
purpose  of  developing  an  ARFI  imaging  system,  and  establishing  the  clinical  feasibility  of 
the  method.  This  has  been  accomplished,  and  a  detailed  explanation  of  the  performance  of 
the  tasks  outlined  in  the  statement  of  work  and  the  associated  findings  follow. 


5.1  Task  1:  Modeling  of  Radiation  Force  Induced  Tissue  Motion 

This  task  was  completed  in  year  2,  however  the  finite  element  models  that  have  been  devel¬ 
oped  continue  to  be  upgraded  and  utilized  as  beam  sequences  are  modified.  Finite  element 
mesh  generation  was  accomplished  using  Hypermesh  (Altair  Computing  Inc.,  Troy  MI). 
Numerical  solution  of  the  equations  of  motion  was  accomplished  using  LS-DYNA3D,  an 
explicit  three-dimensional  finite  element  code  for  analyzing  the  dynamic  responses  of  solids 
(Livermore  Software  Technology  Corporation,  Livermore,  CA).  Initially,  modeling  efforts  fo¬ 
cused  on  determining  the  steady  state  tissue  displacements  associated  with  the  application 
of  acoustic  radiation  force  in  a  single  location.  These  models  included  the  complex  spatial 
distribution  of  the  force  field  associated  with  different  transducer  focal  configurations.  It 
was  determined  that  the  tighter  the  focal  configuration  (i.e.  the  lower  the  F-number),  the 
larger  the  resulting  tissue  displacement  [8].  Efforts  then  turned  to  evaluation  of  tissue  dis¬ 
placement  in  the  presence/absence  of  a  stiff,  spherical  inclusion  (i.e.  a  breast  lesion).  These 
simulations  demonstrated  that  considerably  different  displacement  patterns  are  obtained  in 
the  presence/absence  of  a  lesion  [8].  The  work  then  turned  to  evaluation  of  the  displacements 
associated  with  lesions  of  differing  size  and  stiffness.  In  all  cases  studied,  the  presence  of  the 
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Figure  1:  Plot  of  the  displacement  versus  time  in  the  center  of  the  focal  region  for  5  simulated 
ARFI  pulse  sequences.  All  these  sequences  deliver  the  same  impulse.  The  RP  pulse  is 
similar  to  that  currently  used  for  ARFI  imaging  (a  series  of  three  pulses,  each  of  which  are 
27  microseconds  long,  separated  by  180  msec).  The  packed  pulse  has  the  same  magnitude  as 
the  RP  pulse,  except  that  it  is  constant  rather  than  intermittent.  The  single  pulse  is  a  low 
magnitude  pulse  with  a  duration  identical  to  the  RP  sequence.  The  double  pulse  consists  of 
2  pulses  at  1/4  the  magnitude  of  the  RP  pulse,  and  equal  in  duration  to  the  RP  pulse.  The 
half-packed  pulse  has  half  the  magnitude  of  the  packed  pulse  and  twice  the  duration. 

lesion  altered  the  displacement  pattern,  thus  supporting  the  feasibility  of  the  method  [8]. 

Upon  evaluation  of  the  thermal  effects  of  ARFI  imaging  (Task  3),  it  was  determined  that 
short  duration,  higher  intensity  radiation  force  application  would  be  more  effective  in  gener¬ 
ating  appreciable  tissue  displacements,  while  minimizing  tissue  heating.  Therefore,  the  FEM 
model  has  been  expanded  to  evaluate  the  dynamic  response  of  the  tissue  (Fig.  1)  associated 
with  a  rapid  application  of  radiation  force. 


5.2  Task  2:  Experimental  Implementation  of  the  Method 

The  work  outlined  in  the  Statement  of  Work  under  this  task  has  been  completed,  as  de¬ 
scribed  below.  As  discussed  in  previous  reports,  instead  of  procuring  a  single  phantom,  we 
have  developed  a  phantom  fabrication  facility,  which  allows  the  generation  of  phantoms  with 
varying  material  properties.  Multiple  phantoms  have  been  developed  including:  homoge¬ 
neous  phantoms,  single  lesion  phantoms  with  varying  lesion  to  tissue  stiffness  ratios  (one  of 
which  was  used  to  generate  Fig.  8  in  reference  [9]),  and  multi-lesion  phantoms  which  are 
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Figure  2:  ARFI  displacement  image  immediately  after  cessation  of  radiation  force  (right), 
and  matched  B-mode  image  (left)  of  a  phantom  with  2  lesions.  The  lesions  are  clearly 
portrayed  in  the  ARFI  image  as  regions  of  smaller  displacement  (i.e.  darker),  with  higher 
contrast  than  in  the  B-mode  image.  The  background  medium  is  softer  than  the  lesions,  as 
evidenced  by  the  larger  displacement  magnitudes.  Note  that  the  axial  and  lateral  resolution 
of  the  images  appear  to  be  comparable. 

used  to  evaluate  the  resolution  of  the  ARFI  imaging  system  (see  Fig.  2). 

Experiments  were  performed  using  our  state-of-the-art  Siemens  Elegra  diagnostic  ultrasound 
scanners,  that  have  been  modified  to  allow  user  control  of  the  acoustic  beam  sequences 
and  provides  access  to  the  raw  Radio-Frequency  echo  data.  A  Siemens  75L40  linear  array 
was  used  for  the  experiments.  Lower  intensity  conventional  diagnostic  B-mode  pulses  were 
used  for  tracking  beams,  which  were  interspersed  with  high  intensity  pushing  beams.  The 
intensity  of  the  pushing  and  tracking  beams  was  measured  experimentally  using  a  PVDF 
hydrophone  in  accordance  with  the  recommended  guidelines  [3].  The  pushing  beam  in  situ 
intensities  used  for  the  initial  experiments  ranged  from  3  to  80  W/cm^.  Initially,  as  with 
the  FEM  simulations,  steady  state  displacements  were  achieved  by  firing  the  pushing  beams 
for  10  milliseconds  [9].  Displacements  of  up  to  70  microns  were  observed  in  the  phantoms. 
These  experiments  demonstrated  that  the  presence  of  a  stiff  inclusion  in  a  homogeneous 
background  can  be  detected  with  ARFI  imaging,  and  that  the  contrast  in  the  ARFI  image 
can  be  greater  than  that  in  a  matched  B-mode  image  (Figs.  9  and  10  in  reference  [9]).  These 
experiments  were  performed  in  phantoms  that  were  an  order  of  magnitude  lower  in  stiffness 
than  that  expected  in  tissue.  Therefore,  one  conclusion  from  these  experiments  was  that 
higher  intensities  were  needed  to  generate  detectable  displacements  in  vivo. 

This  observation,  in  conjunction  with  the  thermal  analyses  discussed  in  the  following  section, 
led  us  to  modify  the  acoustic  beam  sequence  for  ARFI  imaging.  The  use  of  higher  intensities 
required  a  decrease  in  the  application  time  in  order  to  avoid  heating  the  tissue.  Therefore,  the 
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Figure  3:  Displacement  through  time  at  different  depths  (as  indicated  in  mm  in  the  legend) 
in  a  homogeneous  phantom.  Note  that  propagation  of  the  peak  displacement  toward  and 
away  from  the  focal  region  is  apparent  both  as  a  decrease  in  the  excitation  and  recovery 
velocities  {i.e.  the  slopes  of  the  curve  during  and  after  force  application,  respectively)  as 
well  as  a  delay  in  the  location  of  the  peak  displacement  with  increasing  distance  from  the 
focus  (20  mm). 


application  time  was  decreased  to  0.7  milliseconds,  which  allowed  the  use  of  in  situ  intensities 
of  up  to  1000  W/cm^.  The  decrease  in  temporal  application  time  presents  an  additional 
imaging  opportunity.  Now,  instead  of  evaluating  the  steady  state  tissue  displacement,  we  can 
effectively  observe  the  mechanical  impulse  response  of  the  tissue.  This  provides  information 
about  the  visco-elastic  characteristics  of  the  tissue.  As  shown  in  Fig.  3,  we  can  observe  the 
displacement  through  time  at  different  depths  in  the  tissue.  This  allows  evaluation  of  the 
excitation  velocity  (slope  of  displacement  vs.  time  during  force  application),  the  recovery 
velocity  (slope  of  displacement  vs.  time  after  force  cessation),  and  the  time  it  takes  for  the 
tissue  to  reach  its  to  peak  displacement,  all  of  which  may  be  useful  for  tissue  characterization. 
In  a  phantom  with  two  lesions  and  a  string,  it  is  clear  that  images  of  the  different  parameters 
allow  visualization  of  different  features  in  the  phantom  (see  Fig.  4).  These  findings  present 
several  potential  clinical  opportunities  for  ARFI  imaging. 


5.3  Task  3  -  Analysis  of  Potential  Tissue  Heating 

Solution  of  the  bio-heat  transfer  equation  (Eqn.  1)  is  the  accepted  method  for  estimation  of 
thermal  increases  due  to  ultrasonic  absorption  [4,  5,  11,  12,  14,  15,  6,  7,  13,  2],  and  is  the 
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Figure  4:  B-mode  image,  ARFI  image  of  excitation  velocity,  ARFI  image  of  the  tissue 
recovery  velocity,  and  ARFI  image  of  the  time  it  took  for  the  tissue  to  reach  its  peak 
displacement  in  a  phantom  with  two  lesions  connected  by  a  string.  Note  that  the  upper 
boundary  of  the  kidney  shaped  lower  lesion  is  most  clearly  defined  in  the  excitation  velocity 
image,  and  that  the  string  connecting  the  lesions  is  most  clearly  defined  in  the  time  to  peak 
displacement  image. 


recommended  method  of  the  National  Council  on  Radiation  Protection  [6,  7],  the  American 
Institute  of  Ultrasound  in  Medicine  [1],  and  the  United  States  FDA  [3].  The  bio-heat  transfer 
equation  is  given  below  [11,  12]: 


dt 


+  ^. 

T  Jv 


(1) 


where  T  is  the  temperature,  k  is  the  thermal  diffusivity,  r  is  the  perfusion  time  constant, 
Qy  is  the  rate  of  heat  production  per  unit  volume,  and  jv  is  the  volume  specific  heat  for 
tissue.  For  our  application,  Qy  represents  the  acoustic  power  absorbed  by  the  medium,  which 
is  provided  by  the  following  equation  [11,  7]: 

qy  =  2al  (2) 


where  a  is  the  absorption  coefficient  of  tissue,  and  I  is  the  temporal  average  intensity  of  the 
acoustic  beam  that  passes  through  a  given  region  of  tissue.  Equation  2  is  directly  applicable 
for  a  plane  wave;  in  addition,  for  focused,  pulsed  acoustic  beams  applied  to  absorbing  tissues 
(as  is  the  case  for  RP)  it  can  be  applied  throughout  the  focal  region  of  the  acoustic  beam  [6,  7]. 

For  simple  beam  geometries  {i.e.  a  point  source),  Equation  1  can  be  solved  analytically 
[11],  however,  for  more  complex  beam  geometries  (such  as  those  used  in  RP),  the  equation 
must  be  solved  numerically  [13].  Results  obtained  from  numerical  solution  of  equation  1 
have  been  validated  experimentally  under  various  ultrasonic  imaging  conditions  [15,  2].  A 
finite  element  model  that  numerically  solves  the  bio-heat  transfer  equation  as  it  applies  to 
ARFI  imaging  has  been  developed,  thus  completing  the  work  listed  in  this  task.  The  results 
have  been  used  to  determine  the  anticipated  tissue  temperature  increase  associated  with  the 
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Figure  5:  Thermal  response  of  tissue  to  ARFI  beam  sequence  (using  only  7  pushing  locations) 
that  is  currently  implemented  clinically.  Note  that  there  is  no  overlap  in  the  heated  regions 
from  one  pushing  location  to  the  next,  and  that  the  maximum  temperature  increase  in  each 
location  is  less  than  0.16°C. 

different  beam  sequences  used  for  ARFI  imaging  (Fig.  5).  Beam  sequences  are  selected  such 
that  tissue  temperature  increases  are  less  than  1°C. 

In  addition  to  the  FEM  model,  a  simplified  analytic  model  has  been  developed  that  provides 
a  worst-case  estimate  of  the  expected  thermal  increases.  Equation  1  accounts  for  both  the 
effects  of  conduction  (/cV^T,  the  removal  of  heat  through  spatial  diffusion),  and  convection 
(^,  the  transfer  of  heat  by  blood  flow  or  other  means),  both  of  which  decrease  the  maxi¬ 
mum  temperature  rise.  Neglecting  these  terms  allows  a  simple  calculation  of  the  worst-case 
temperature  increase  associated  with  a  given  acoustic  beam  sequence  transmitted  into  an 
absorbing  medium.  Under  these  simplifying  assumptions.  Equation  1  becomes: 

^  =  (3) 

dt  % 

Solution  of  Equation  3  provides  a  linear  relationship  between  the  increase  in  temperature  and 
the  application  time  and  intensity  of  the  acoustic  beams,  as  well  as  the  absorption  coefficient 
of  the  tissue:  ^  ^ 

T-To=- AT  - 1,  (4) 

7v  Iv 

where  AT  is  the  increase  in  temperature,  and  t  is  the  application  time.  Solving  this  equation 
using  values  that  are  applicable  to  ARFI  (Table  1),  we  estimate  the  anticipated  temperature 
rise  associated  with  ARFI  imaging  in  a  single  pushing  location  (Table  1). 

From  Figure  5  we  see  that  the  maximum  temperature  increase  associated  with  ARFI  imaging 
as  it  was  originally  proposed  (i.e.  longer  duration  applications  to  achieve  steady  state  tissue 
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Parameter 

Units 

Original 

Sequence 

Current 

Sequence 

I 

W/cm^ 

250 

1000 

t 

seconds 

0.01 

0.0007 

a* 

Np/cm 

0.415 

0.415 

Iv 

Joules/(cm^°C) 

4.2 

4.2 

AT 

°C 

0.49 

0.14 

Table  1;  Typical  values  for  parameters  and  solutions  to  equation  4.  The  ’Original  Sequence’ 
is  the  sequence  that  was  fired  for  10  msec  in  order  to  achieve  a  steady  state  displacement, 
and  was  used  to  generate  the  simulation  results  in  Figure  5.  The  ’Current  Sequence  is  the 
sequence  that  is  currently  implemented  that  is  fired  for  only  0.7  msec.  *  Values  for  a  are 
typically  quoted  in  units  of  dB/cm/MHz,  the  value  provided  here  corresponds  to  an  absorption 
coefficient  of  0.5  dB/cm/MHz  and  an  assumed  center  frequency  of  7.2  MHz. 


displacements)  will  be  less  than  0.5°C  in  each  pushing  location.  Comparison  of  Table  1  and 
Figure  5  indicates  that  the  analytic  solution  (Equation  4)  is  in  agreement  with  the  finite 
element  simulation;  although,  as  expected  due  to  the  simplifying  assumptions,  the  analytic 
solution  provides  a  slightly  larger  peak  value  (0.49°C  vs.  0.43°C).  Table  1  also  indicates^that 
the  current  beam  sequences  will  result  in  temperature  increases  that  are  less  than  0.15  C  in 
each  pushing  location. 


5.4  Task  4:  Pilot  Clinical  Study 

A  pilot  clinical  study  of  ARFI  imaging  has  been  performed.  In  year  2  of  our  funding, 
we  reported  that  three  patients  had  been  imaged,  and  that  detectable  displacements  were 
observed  in  one  of  the  three  patients.  We  further  reported  that  system  modifications  were 
required  to  provide  more  power  output.  In  the  final  year  of  the  grant,  we  implemented  the 
required  system  power  supply  modifications.  This  allowed  us  to  generate  the  new  beam 
sequences  that  create  in  situ  intensities  of  up  to  1000  W/cm^  for  only  0.7  milliseconds  in 
each  pushing  location.  With  the  upgraded  scanner,  we  can  perform  ARFI  imaging  in  a 
real-time  data  acquisition  mode  that  allows  up  to  30  spatially  separated  pushing  locations. 
Using  this  new  sequence,  nine  patients  were  imaged  as  of  September  1,  2001,  bringing  the 
total  number  of  patients  imaged  during  the  pilot  clinical  study  to  12. 

In  addition  to  imaging  breast  tissue,  we  have  imaged  other  regions  of  the  body  in  healthy 
volunteers  in  order  to  demonstrate  clinical  viability  of  the  method  and  to  evaluate  different 
beam  sequences.  The  results  of  these  studies  have  been  submitted  for  publication  [10].  In 
general,  variations  in  displacement  magnitude  in  the  ARFI  images  are  highly  correlated  with 
structures  in  the  matched  B-mode  images  (Fig.  6).  Peak  tissue  displacements  ranged  from  5 
to  13  microns.  In  some  cases,  brighter  structures  in  the  B-mode  images  appear  softer  than 
the  surrounding  tissue  (he.  they  move  farther),  and  in  some  cases  they  appear  stiffer.  This 
indicates  that,  as  expected,  tissue  brightness  in  a  B-mode  image  is  not  directly  related  to 
tissue  stiffness. 
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Figure  6:  ARFI  image  of  tissue  displacement  at  0.8  msec  (right),  and  matched  B-mode  image 
(left)  in  an  in  vivo  female  breast.  The  transducer  is  located  at  the  top  of  the  images,  and  the 
colorbar  scale  is  microns.  There  is  a  lesion  located  on  the  right  side  of  the  images  between  20 
and  25  mm  that  is  evident  as  a  darker  region  of  tissue  in  the  B-mode  image  (white  arrow). 
This  lesion  was  palpable,  and  upon  aspiration  was  determined  to  be  an  infected  lymph  node. 
In  the  ARFI  image,  the  lesion  boundary  appears  stiffer  than  its  interior  and  the  tissue  above 
it  {i.e.  it  exhibits  smaller  displacements).  In  addition,  the  oval  structure  in  the  B-mode 
image  immediately  above  and  to  the  left  of  the  lesion  (black  arrow)  appears  to  be  outlined 
as  a  softer  region  of  tissue  than  its  surroundings  in  the  ARFI  image. 

Different  tissues  exhibit  different  transient  responses  to  the  ARFI  pushing  beams.  This 
finding  led  us  to  develop  new  methods  for  displaying  the  ARFI  data.  In  addition  to  peak 
displacement,  images  of  recovery  velocity  and  the  time  it  took  for  the  tissue  to  reach  its 
peak  displacement  were  generated.  For  example.  Fig.  7  is  an  image  of  the  recovery  velocity 
that  was  observed  in  one  of  the  patients.  Note  that  some  darker  regions  in  the  ARFI 
images  (indicated  by  black  arrows)  are  directly  correlated  with  the  microcalcifications  that 
are  present  in  the  matched  ultrasound  image  (indicated  by  white  arrows).  This  finding 
is  exciting  in  that  ARFI  imaging  may  present  a  method  for  identifying  microcalcifications 
without  exposing  the  patient  to  ionizing  radiation. 

An  interesting  finding  in  all  of  the  clinical  data  is  that  the  region  of  tissue  over  which 
radiation  force  is  applied  appears  to  be  much  larger  than  that  predicted  by  our  simulations, 
and  demonstrated  in  our  phantom  experiments.  This  is  likely  due  to  differences  in  absorption 
and  nonlinearity  of  tissue  as  compared  to  the  phantoms,  a  hypothesis  which  is  currently  under 
investigation. 

We  have  received  NIH  funding  to  perform  an  expanded  clinical  study  of  ARFI  imaging. 
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Figure  7:  ARFI  image  of  tissue  recovery  velocity  (right),  and  matched  B-mode  image  (left) 
in  an  in  vivo  female  breast.  The  transducer  is  located  at  the  top  of  the  images,  and  the 
colorbar  scale  is  mm/sec.  Although  the  ARFI  image  is  very  noisy,  it  can  be  seen  that  the 
data  corresponding  to  microcalcifications  exhibits  a  much  slower  recovery  velocity  than  most 
of  the  other  tissue. 

largely  due  to  the  work  accomplished  under  this  grant,  therefore,  although  only  12  of  the 
20  proposed  patients  were  imaged  under  this  funding  mechanism,  we  consider  Task  4  to  be 
successfully  completed. 
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6  Key  Research  Accomplishments 

•  Developed  and  experimentally  validated  a  finite  element  model  of  radiation  force  in¬ 
duced  tissue  motion. 

•  Determined  that  in  situ  intensities  on  the  order  of  1000  W/cm^  were  required  for 
generation  of  detectable  tissue  displacements  in  vivo 

•  Determined  that  the  required  application  time  for  such  intensities  is  less  than  1  mil¬ 
lisecond. 

•  Designed  and  validated  an  analytic  model  that  indicates  that  the  application  of  these 
intensities  for  these  durations  will  not  heat  the  tissue  more  than  1°C. 

•  Determined  that  the  new,  short  duration  force  application  allows  observation  of  the 
mechanical  impulse  response  of  the  tissue,  which  provides  information  about  the  visco¬ 
elastic  characteristics  of  the  tissue. 

•  Created  the  first  in  vivo  ARFI  images. 

•  Determined  that  there  is  good  correlation  between  the  structures  in  the  ARFI  and 
matched  B-mode  images. 

•  Determined  that  the  resolution  of  ARFI  images  is  comparable  to  that  of  conventional 
ultrasound. 

•  Determined  that  in  vivo  the  axial  extent  of  the  region  of  radiation  force  application  is 
much  greater  than  in  phantoms  or  simulations. 
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7  Reportable  Outcomes 

7.1  Publications 


Nightingale  KR,  Soo  MS,  Nightingale  RW,  Trahey  GE.  “Acoustic  radiation  force  impulse 
imaging:  in  vivo  demonstration  of  clinical  feasibility”,  Ultrasound  Med.  Biol,  in  submission. 

Palmeri  ML,  Nightingale  RW,  Trahey  GE,  Nightingale  KR.  “A  finite  element  model  of  the 
thermal  effects  associated  with  acoustic  radiation  force  impulse  imaging” ,  IEEE  UFFC,  m 
preparation. 


l\Ti*0-bf  iTorrpln  t/U,  Nip-htinp-ale  RW.  Trahev  GE.“On  the  feasibility  of  remote 

palpation  using  acoustic  radiation  force”,  JASA,  110(l):625-634,  2001. 


Nightingale  KR,  Nightingale  RW,  Palmeri  ML,  Trahey  GE.“A  finite  element  model  of  remote 
palpation  of  breast  lesions  using  ultrasonic  radiation  force:  factors  affecting  tissue  displace¬ 
ment”,  Ultrasonic  Imaging,  22(l):35-54,  2000. 


7.2  Proceedings 

Nightingale  KR,  Soo  MS,  Nightingale  RW,  and  TTahey  GE.  “Investigation  of  Real-time 
Remote  Palpation  Imaging”,  Proceedings  of  the  2001  SPIE  Conference  on  Medical  Imaging, 

2001. 

Nightingale  KR,  Palmeri  ML,  Nightingale  RW,  Trahey  GE.  “Acoustic  Remote  Palpation: 
initial  in  vivo  results”.  Proceedings  of  2000  IEEE  Ultrasonics  Symposium,  2000. 

Nightingale  KR,  Nightingale  RW,  Palmeri  ML,  Trahey  GE.  “Finite  Element  Analysis  of 
Radiation  Force  Induced  Tissue  Motion  with  Experimental  Validation”,  Proceedings  of  1999 
IEEE  Ultrasonics  Symposium,  1999. 


7.3  Presentations 

Nightingale  KR,  “Remote  Palpation  using  Acoustic  Radiation  Force:  Implementation  and 
Clinical  Applications”,  Invited  Lecture,  Allerton  Conference  on  Elasticity  Imaging,  Monte- 
cello,  IL,  May  31,  2001. 

“Acoustic  Remote  Palpation:  Initial  Simulation  and  Experimental  Results”,  DOD  BCRP 
Era  of  Hope  meeting  in  Atlanta,  GA,  June  8-11,2000. 

“An  Experimental  Investigation  of  the  Required  Acoustic  Power  for  In  Vivo  Implementation 
of  Radiation  Force  Based  Imaging”,  Twenty-fifth  International  Symposium  on  Ultrasonic 
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Imaging  and  Tissue  Characterization  in  Arlington,  VA,  May  24,  2000. 

“Acoustic  Radiation  Force  Induced  Motion  to  Characterize  Variations  in  Tissue  Stiffness: 
Initial  Experimental  Results” ,  2000  Annual  Convention  of  the  American  Institute  of  Ultra¬ 
sound  in  Medicine,  San  Francisco,  CA,  April  5,  2000. 

“The  use  of  Radiation  Force  Induced  Tissue  Displacements  to  Image  Stiffness:  a  Feasibility 
Study” ,  Twenty-third  International  Symposium  on  Ultrasonic  Imaging  and  Tissue  Charac¬ 
terization  in  Arlington,  VA,  May  28,  1998. 


7.4  Patent 


“Method  and  Apparatus  for  the  Identification  and  Characterization  of  Variations  in  Tissue 
Stiffness”,  Nightingale  KR,  Palmeri  ML,  Nightingale  RW,  Trahey  GE.  Provisional  Patent 
Application  filed  April  5,  2000;  Regular  Patent  Application  filed  September  18,  2000. 


7.5  Funding 


Whitaker  Foundation:  RG-00-0272  (Nightingale,  K.),  9/01  -  8/04,  $234,335,  “A  Radiation 
Force  Based  Ultrasonic  Imaging  System  for  the  Early  Detection  of  Breast  Cancer” . 

NIH:  1  ROl  CA92183-01  (Nightingale,  K.),  9/01  -  8/05,  $830,000,  “Remote  Palpation  Imag¬ 
ing  in  the  Breast” . 


8  Conclusions  and  ’So  What’ 

The  clinical  implications  of  the  results  obtained  over  the  duration  of  this  support  are  promis¬ 
ing.  An  entirely  new  imaging  modality  has  been  investigated  that  shows  considerable  clinical 
potential.  ARFI  images  provide  information  about  the  local  mechanical  impulse  response  of 
tissue.  Using  a  single  transducer  on  a  modified  diagnostic  scanner,  ARFI  data  can  now 
be  collected  in  real-time,  and  processed  offline.  The  method  has  been  shown  to  be  clin¬ 
ically  feasible  and  safe.  Structures  apparent  in  the  resulting  ARFI  images  portray  good 
correlation  with  structures  in  the  matched  B-mode  images.  ARFI  images  have  compara¬ 
ble  resolution  to  conventional  B-mode  images.  Several  methods  of  display  of  the  ARFI 
data  have  been  developed,  and  this  continues  to  be  an  area  of  investigation.  Movies  of 
the  ARFI  data,  showing  displacement  through  time  in  the  image  plane  are  available  at: 
http://www.duke.edu/  krn/research/radforce.html.  Finally,  two  grants  have  been  funded  as 
a  result  of  this  work,  allowing  the  continuation  and  expansion  of  this  project. 
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On  the  feasibility  of  remote  palpation  using  acoustic 
radiation  force 
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A  method  of  acoustic  remote  palpation,  capable  of  imaging  local  variations  in  the  mechanical 
properties  of  tissue,  is  under  investigation.  In  this  method,  focused  ultrasound  is  used  to  apply 
localized  (on  the  order  of  2mm^)  radiation  force  within  tissue,  and  the  resulting  tissue 
displacements  are  mapped  using  ultrasonic  correlation  based  methods.  The  tissue  displacements  are 
inversely  proportional  to  the  stiffness  of  the  tissue,  and  thus  a  stiffer  region  of  tissue  exhibits  smaller 
displacements  than  a  more  compliant  region.  In  this  paper,  the  feasibility  of  remote  palpation  is 
demonstrated  experimentally  using  breast  tissue  phantoms  with  spherical  lesion  inclusions,  and  in 
vitro  liver  samples.  A  single  diagnostic  transducer  and  modified  ultrasonic  imaging  system  are  used 
to  perform  remote  palpation.  The  displacement  images  are  directly  correlated  to  local  variations  in 
tissue  stiffness  with  higher  contrast  than  the  corresponding  B-mode  images.  Relationships  between 
acoustic  beam  parameters,  lesion  characteristics  and  radiation  force  induced  tissue  displacement 
patterns  are  investigated  and  discussed.  The  results  show  promise  for  the  cUnical  implementation  of 
remote  palpation.  ©  2001  Acoustical  Society  of  America,  [DOI:  10.1121/1.1378344] 

PACS  numbers:  43.80.Qf,  43.80.Sh,  43.80.Vj  [ED] 


1.  INTRODUCTION 

A.  The  remote  palpation  method 

It  is  hypothesized  that  an  acoustic  radiation  force  can  be 
used  to  generate  localized  tissue  displacements,  and  that 
these  displacements  will  be  directly  correlated  with  localized 
variations  in  tissue  stiffiiess.  It  is  further  hypothesized  that 
this  can  be  accomplished  using  a  single  transducer  on  a  di¬ 
agnostic  ultrasound  scanner  to  both  generate  the  radiation 
force  and  detect  the  resulting  displacements.  These  hypoth¬ 
eses  form  the  basis  for  a  new  imaging  method  called  remote 
palpation.  In  this  method,  acoustic  radiation  force  is  used  to 
generate  localized  displacements  in  tissue.  These  displace¬ 
ments  are  measured  using  ultrasonic  correlation  based  meth¬ 
ods.  The  magnitude  of  the  tissue  displacement  is  inversely 
proportional  to  the  local  stiffness  of  the  tissue.  Radiation 
force  induced  displacement  maps  are  generated  at  multiple 
locations,  and  combined  to  form  a  single  image  of  variations 
in  tissue  stiffness  throughout  an  extended  field  of  view 
(FOV).  A  single  transducer  on  a  diagnostic  scanner  is  used  to 
both  generate  the  high  intensity  “pushing”  beams  and  track 
the  resulting  tissue  displacements. 

B.  Purpose 

Two  potential  clinical  applications  for  remote  palpation 
are  lesion  detection  and  characterization,  and  the  identifica¬ 
tion  and  characterization  of  atherosclerosis.  In  this  paper  we 
focus  on  the  former,  as  it  pertains  to  the  early  detection  of 
breast  cancer,  which  has  been  shown  to  significantly  improve 
patient  survival.  Existing  methods  of  breast  cancer  detection 
include  screening  mammography  and  palpation,  either  by  pa¬ 
tient  self-examination  or  clinical  breast  exam.  Palpation  re- 
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lies  on  the  manual  detection  of  differences  in  tissue  stiffness 
between  breast  lesions  and  normal  breast  tissue.  The  success 
of  palpation  is  due  to  the  fact  that  the  elastic  modulus  (or 
Young’s  modulus)  of  breast  lesions  is  often  an  order  of  mag- 
nitude  greater  than  that  of  normal  breast  tissue,  ’  i.e.,  breast 
lesions  feel  “hard”  or  “lumpy”  as  compared  to  nonnal 
breast  tissue. 

Differences  in  Young’s  moduli  are  the  basis  for  the  in¬ 
vestigation  of  imaging  modalities  that  provide  information 
about  the  stiffness  of  tissue.  Traditionally,  these  have  fallen 
into  two  categories:  (1)  Sonoelasticity,  in  which  low  fre¬ 
quency  shear  wave  propagation  is  imaged  using  Doppler  or 
magnetic  resonance  methods.  Estimates  of  the  elastic  modu¬ 
lus  of  the  tissue  are  based  upon  this  information.^"^  (2)  Elas- 
tography,  in  which  local  variations  in  tissue  strain  are  deter¬ 
mined  by  measuring  local  displacements  that  occur  during 
global  tissue  compression.  Reconstruction  methods  are  used 
to  determine  the  elastic  modulii  associated  with  the  mea¬ 
sured  strain  fields.  Remote  palpation  is  similar  to  elas- 
tography,  which  has  demonstrated  some  success  in  the  de¬ 
tection  of  malignant  breast  lesions, however  it  has  several 
potential  advantages.  These  include  the  veiy  localized  appli¬ 
cation  of  radiation  force  (as  opposed  to  global  external  com¬ 
pression),  the  decrease  in  maximum  tissue  strain  required  for 
lesion  visualization,  and  the  potential  for  real-time  imple¬ 
mentation  without  the  need  for  external  compression  fix¬ 
tures. 

II.  BACKGROUND 
A.  Acoustic  radiation  force 

Acoustic  radiation  force  is  a  unidirectional  force  that  is 
applied  to  absorbing  or  reflecting  targets  in  the  propagation 
path  of  an  acoustic  wave.  This  phenomenon  is  caused  by  a 
transfer  of  momentum  from  the  acoustic  wave  to  the  propa- 
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gation  medium.  The  contribution  of  absorption  is  in  the  di¬ 
rection  of  wave  propagation,  whereas  the  contribution  of 
scattering  is  dependent  upon  the  angular  scattering  properties 
of  the  target.  In  the  event  that  the  target  is  both  absorbing 
and  has  a  scatterer  that  acts  as  a  reflector  with  an  axis  of 
symmetry  perpendicular  to  the  direction  of  wave  propagation 
(e.g.,  the  reflecting  target  is  spherical),  the  radiation  force  is 
entirely  in  the  direction  of  wave  propagation.  In  this  situa¬ 
tion,  the  radiation  force  is  given  by^^ 

+  ycos0rdrdoj(E},  (1) 

where  is  the  total  power  absorbed  by  the  target,  n_y  is  the 
total  power  scattered  by  the  target,  y  is  the  magnitude  of  the 
scattered  intensity,  6  is  the  scattering  angle,  rdrdd  is  an 
area  element  of  the  projection  of  the  target  onto  the  axial/ 
lateral  plane,  and  {E)  is  the  temporal  average  energy  density 
of  the  propagating  acoustic  wave. 

If  there  is  no  absorption,  and  the  target  is  perfectly  re¬ 
flecting  (i.e.,  6— 180°),  the  integral  term  becomes  ”11^  and 
the  total  radiation  force  is  {2nj(£')}.  The  factor  of  2  can  be 
intuitively  explained  by  the  fact  that  the  target  stops  the 
wave  from  propagating,  and  reflects  it  in  the  opposite 
direction. If  the  target  is  a  Rayleigh  scatterer  (i.e.,  its  diam¬ 
eter  is  much  smaller  than  a  wavelength),  scattering  occurs  in 
all  directions  equally,  and  the  integral  term  is  zero.  Thus  the 
total  radiation  force  on  the  scatterer  is  {(nQ+n^)(£')}. 

For  a  tissue  model  comprised  of  a  collection  of  Rayleigh 
scatterers,  one  can  sum  the  contribution  of  the  radiation  force 
from  each  scatterer  to  determine  the  total  force  due  to  scat¬ 
tering.  However,  in  tissue,  the  majority  of  the  attenuation  of 
an  acoustic  wave  is  due  to  absorption,  thus  the  contribution 
to  the  radiation  force  by  scattering  in  soft  tissue  can,  in  gen¬ 
eral,  be  neglected.  Equation  (1)  then  becomes 

F=n,{E).  (2) 

Assuming  plane  wave  propagation,  the  radiation  force  ap¬ 
plied  to  tissue  is  thus^"^’^^”^^ 

- ,  (3) 

c 


intensity  field  of  a  focused  acoustic  beam.^^  Nonlinearly  en¬ 
hanced  increases  in  radiation  force  by  a  factor  of  2.6  have 
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been  observed  in  breast  applications  in  vivo. 

The  potential  applications  of  acoustic  radiation  force  in 
diagnostic  imaging  have  heretofore  been  widely  ignored,  pri¬ 
marily  because  the  available  energy  from  diagnostic  ultra¬ 
sound  systems  was  low.  However,  advances  in  transducer 
and  system  design  in  recent  years  have  resulted  in  consider¬ 
able  increases  in  the  maximum  possible  acoustic  energy  out¬ 
put  from  these  systems.  This  has  sparked  a  renewed  interest 
by  several  laboratories  in  the  potential  applications  of  acous¬ 
tic  radiation  force.  Our  laboratory  demonstrated  the  use  of 
acoustic  radiation  force  to  induce  acoustic  streaming  in  cyst 
fluid,  and  thus  differentiate  fluid-filled  from  solid  breast  le¬ 
sions  in  vivo?'^'^^  Several  authors  have  proposed  the  use  of 
acoustic  radiation  force  to  remotely  characterize  the  me¬ 
chanical  properties  of  tissue.  One  application  involves 

the  use  of  a  radiation  force  field  oscillating  at  the  beat  fre¬ 
quency  of  two  confocal  transducers  to  vibrate  an  object;  the 
vibrations  are  detected  by  a  hydrophone,  and  are  used  to 
generate  an  image.^^  In  another  application,  acoustic  radia¬ 
tion  force  is  used  to  displace  tissue,  and  the  speed  of  the 
shear  waves  generated  immediately  after  force  removal  is 
monitored  to  characterize  variations  in  tissue  Young’s 
modulus.  In  yet  another  application,  acoustic  radiation 
force  is  used  to  manipulate  the  vitreous  humor  of  the  eye.^^ 


B.  Tissue  response  to  radiation  force 

Remote  palpation  applies  localized  forces  to  tissue, 
which  can  be  described  for  idealized  cases  by  elasticity 
theory.  For  an  infinitely  small  distributed  force  volume,  the 
strain  field  can  be  derived  from  the  analytic  solution  for  a 
point  load  in  an  infinite  elastic  solid:^^ 

-(Pz(l  +  i^)(4z^(-l  +  r')  +  r2(-l+4  v))) 
8£'7r(rHz^)^^^(-l  +  v) 

-(Pz(-2  7-^+z^)(1  +  v)) 

^E7r{r^+z^f^'^{-l  +  v)  ’  ^  ^ 


where  F  (which  is  in  the  form  of  a  body  force,  or  force  per 
unit  volume)  is  the  acoustic  radiation  force  [kg/(s^cm^)],  or 
[dynes/(1000cm^)],  c  (m/s)  is  the  speed  of  sound  in  the 
medium,  a  (m”^)  is  the  absorption  coefficient  of  the  tissue, 
and  /  (W/cm^)  is  the  temporal  average  intensity  of  the 
acoustic  beam  at  a  given  point  in  the  tissue.  For  a  focused 
acoustic  beam  propagating  through  soft  tissue,  the  “target” 
is  the  tissue,  and  the  force  is  applied  throughout  the  focal 
region  of  the  acoustic  beam. 

A  phenomenon  that  is  not  modeled  by  Eq.  (3)  is  the 
enhancement  of  radiation  force  generated  by  nonlinear 
propagation  of  an  acoustic  wave.^^“^^  For  the  same  temporal 
average  intensity,  a  wave  with  higher  pressure  amplitude  and 
shorter  pulse  duration  generates  a  larger  radiation  force  than 
does  a  lower  amplitude,  longer  duration  wave.  This  is  due  to 
the  higher  order  harmonics  generated  by  nonlinear  propaga¬ 
tion,  which  result  in  an  increase  in  absorption.  Nonlinear 
propagation  also  narrows  the  transmit  beam  and  shifts  the 


-{Pz{l  +  v)) 

where  ^  are  the  3  dimensional  normal  strains.  The  vari¬ 
able  z  is  the  axial  distance  along  the  hne-of-action  of  the 
applied  force,  P  is  the  magnitude  of  the  applied  force,  r  is 
the  radial  distance  from  the  point  of  applied  force,  E  is  the 
Young’s  modulus  of  the  material,  and  v  is  Poisson’s  ratio. 
The  displacement  of  the  material  in  the  direction  of  the  ap¬ 
plied  force  is  obtained  by  integration  of 

P(l  +  v)  (4  z^ (-^1  +  +  (~"3  +  4  v)) 

8^77(r2+zY^"(-l-M  ‘ 

Solving  these  equations  for  a  magnitude  of  force  similar  to 
that  used  in  RP  [i.e.,  P=ldyne,  0.49,  E 
=  30,000  dynes/cm^  (3.0  kPa)]  gives  an  estimate  of  the  size 
of  the  associated  displacement  and  strain  fields.  The  solution 
indicates  that  the  spatial  extent  of  the  axial  strain  field  is  very 
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small,  with  strains  decreasing  to  a  negligible  amount  at  a 
distance  of  0.2  mm  from  the  loading  point  (Fig.  1).  Strains  in 
the  radial  and  circumferential  directions  are  even  smaller. 
This  implies  that  lesions  that  are  separated  by  more  than  0.4 
mm  can  be  differentiated  when  excited  with  point  loads  at  a 
0.2  mm  spacing. 

C.  High  intensity  acoustic  beams 

Potential  risks  associated  with  remote  palpation  arise 
from  the  fact  that  high  intensity  acoustic  pulses  are  utilized. 
The  FDA  provides  two  indices  to  monitor  the  safety  of  di¬ 
agnostic  ultrasound.  The  mechanical  index  (MI)  is  indicative 
of  the  potential  for  cavitation,  and  the  thermal  index  (H)  is 
indicative  of  the  potential  temperature  rise.  The  high  inten¬ 
sity  pulses  used  in  remote  palpation  do  not  exceed  the  MI 
limit  of  1.9;^^  cavitation  is  not  anticipated  due  to  the  use  of 
relatively  high  frequencies  (7  to  14  MHz).  It  is  not  antici¬ 
pated  that  the  H  will  exceed  6,  which  is  the  limit  above 
which  the  FDA  requires  special  provisions  for  approval  of 
use.  Finite  element  models  of  the  heating  associated  with  the 
high  intensity  beams  used  for  remote  palpation  indicate  that 
the  temperature  rise  will  be  less  than  1  which  would 
correspond  to  a  TI  of  1. 

Throughout  this  paper,  the  derated  (or  in  situ  estimated) 
spatial  peak  temporal  average  intensity  for  the  different 
acoustic  beams  is  provided  in  order  to  calibrate  the  reader. 
The  FDA  currently  limits  the  spatial  peak  temporal  average 
intensity  (/spta.3)  0.72  W/cm^  in  situ,^^  which  is  intended 

as  an  indirect  indicator  of  potential  tissue  heating.  However, 
this  limit  was  determined  assuming  an  indefinite  application 
time.  Short  duration,  high  intensity  acoustic  pulses  as  are 
used  in  remote  palpation  (i.e.,  less  than  10  milliseconds) 
were  not  foreseen  in  the  development  of  this  FDA  limit,  and 
thus  the  n  and/or  temperature  increase  estimates  provide  a 
more  appropriate  indication  of  the  potential  for  thermal 
effects. 

D.  Goals 

The  goals  of  the  work  presented  herein  are  the  follow¬ 
ing:  first,  to  experimentally  demonstrate  the  feasibility  of  re¬ 
mote  palpation  imaging;  second,  to  determine  whether  the 
displacement  images  generated  during  remote  palpation  im¬ 
aging  are  directly  correlated  with  variations  in  tissue  stiff¬ 
ness;  and  third,  to  determine  whether  a  single  transducer  on  a 
diagnostic  scanner  can  be  used  to  perform  remote  palpation 
imaging. 

III.  METHODS 

Experiments  were  performed  with  a  Siemens  Elegra 
scanner  (Siemens  Medical  Systems,  Ultrasound  Group,  Is- 
saquah,  WA),  that  has  been  modified  to  allow  user  control  of 
the  acoustic  beam  sequences  and  intensities,  as  well  as  pro¬ 
viding  access  to  the  raw  radio-frequency  (RF)  data.  A  Si¬ 
emens  75L40  linear  array  was  used  for  these  experiments. 
Figure  1  provides  a  schematic  of  a  typical  linear  array,  and 
defines  the  different  dimensions  discussed  below.  The  75L40 
array  consists  of  194  elements,  each  of  which  are  5  mm  tall 
and  approximately  0.2  mm  wide,  with  a  center  frequency  of 


FIG.  1.  Percent  axial  strain  (top)  and  associated  axial  displacement  (bottom) 
resulting  from  the  application  of  a  point  load  with  a  force  magnitude  similar 
to  that  used  for  remote  palpation  (i.e.,  P—l  dyne),  in  an  elastic  medium 
with  material  properties  consistent  with  those  of  tissue  [i.e.,  i^=0.49,  E 
=  30,000  dynes/cm^  (3.0  kPa)].^  Note  that  the  axial  extent  of  both  fields  has 
decreased  to  an  insignificant  amount  within  0.2  mm  of  the  location  of  force 
application  (0  mm). 


7.2  MHz.  The  number  of  active  elements  can  be  selected 
electronically  to  adjust  the  lateral  transmit  aperture  width. 
There  is  a  fixed-focus  acoustic  lens  on  each  element  that 
focuses  in  the  elevation  dimension.  Lateral  focusing  is  ac¬ 
complished  electronically  by  applying  the  appropriate  delays 
to  each  active  elenlent  (Fig.  2).  The  interrogation  of  different 
spatial  locations  is  accomplished  by  using  different  sub- 
apertures  (or  groups  of  elements)  within  the  array.  In  all  of 
these  experiments,  the  lateral  aperture  was  considerably 
larger  than  the  elevation  aperture.  This  resulted  in  an  asym¬ 
metric  focal  region  that  was  more  tightly  focused  in  the  lat¬ 
eral  dimension  than  in  the  elevation  dimension  (in  contrast  to 
a  piston,  which  has  an  axi-symmetric  focal  region). 

The  tracking  beams  were  standard  diagnostic  B-mode 
pulses  (i.e.,  single  cycle  pulses,  F/1  focal  configuration, 
apodized,  /spta^^-l  W/cm^  MI~0.4),  and  they  were  fired 
using  PRFs  ranging  from  3  to  5  kHz. 

The  pulse  length,  transmit  voltage,  and  transmit 
F-number  (i.e.,  number  of  active  transmit  elements)  of  the 
pushing  beams  were  varied  in  the  experiments.  The  pulse 
lengths  ranged  from  0.8  to  5.8  /^s,  the  transmit  voltages 
ranged  from  30  to  140  V  (in  contrast  to  20  V  for  the  tracking 
beams),  the  F-numbers  ranged  from  F/1  to  F/3,  the  pulse 
repetition  frequencies  (PRFs)  were  varied  from  3  to  5  kHz, 


Linear  Transducer  Configuration:  1  Brie 


FIG.  2.  Linear  transducer  configuration.  Note  that  there  is  only  1  row  of 
elements,  and  each  element  is  much  taller  (elevation  dimension)  than  it  is 
wide  (lateral  dimension).  There  is  an  acoustic  lens  that  focuses  in  the  eleva¬ 
tion  dimension,  and  electronic  delays  are  used  to  focus  in  the  lateral  dimen¬ 
sion.  Thus,  the  focal  point  can  be  varied  in  the  lateral  dimension  (as  was 
done  in  Fig.  5),  whereas  the  elevation  focal  point  is  fixed. 
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Single  pushing  location  with  2-D  tracking  region: 


HG.  3.  Schematic  of  the  beam  sequences  for  the  different  experiments.  The 
black  lines  indicate  tracking  lines,  and  the  white  lines  indicate  pushing  lines. 
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lines.  The  smaller  images  on  the  right  indicate  the  line  firing  sequences,  in 


order  from  left  to  right  Top:  single  pushing  location  with  2-D  (B-mode) 
tracking  region.  For  brevity,  this  schematic  shows  only  5  spatially  separated 
tracking  lines.  The  different  spatial  locations  are  interrogated  by  using  dif¬ 
ferent  sub-apertures  (or  groups  of  elements)  in  the  array.  Bottom:  single 
A-Iine  interrogation  with  alternating  track  and  push  lines. 


and  they  were  not  apodized.  The  associated  in  situ  temporal 
average  intensities  ranged  from  2.4  to  140W/cm^,  which 
were  applied  for  not  more  than  50  milliseconds.  There  was 
no  interference  between  echoes  from  the  pushing  and  track¬ 
ing  beams  due  to  the  low  duty  cycle  of  the  pushing  beams  (1 
to  3%). 

Several  beam  sequences  were  designed  to  investigate  the 
temporal  and  spatial  response  of  the  phantoms.  The  experi¬ 
ments  are  divided  into  three  groups:  single  pushing  location 
with  a  two-dimensional  (2-D)  tracking  region,  single  A-line 
interrogation,  and  multiple  pushing  locations. 

A.  Single  pushing  location  with  2-D  tracking  region 

For  these  experiments,  the  transducer  was  held  in  a  sta¬ 
tionary  location.  The  pulse  sequence  was  designed  to  trans¬ 
mit  a  series  of  13  spatially  distributed  tracking  beams  (i.e., 
B-mode  interrogation  using  13  laterally  spaced  lines.  Fig.  3, 
top)  at  a  PRF  of  3584  Hz.  This  was  followed  by  10  millisec¬ 
onds  of  pushing  beams  fired  at  a  PRF  of  3584  Hz  along  a 
single  line  of  flight  in  the  center  of  the  tracking  beams,  fol¬ 
lowed  by  another  series  of  tracking  beams  interspersed  with 
pushing  beams  (every  other  beam;  see  Fig.  3).  The  spacing 
of  the  tracking  beams  was  0.7  mm.  This  sequence  was  re¬ 
peated  for  50  milliseconds.  The  raw  RF  data  were  stored  for 
off-line  processing. 

B-  Single  A-line  interrogation 

This  sequence  was  designed  to  fire  aU  of  the  tracking 
beams  in  the  same  spatial  location  as  the  pushing  beams  (i.e., 
A-line  interrogation,  Fig.  3,  bottom).  The  pulse  repetition 
frequency  (PRF)  for  these  experiments  was  10240  Hz.  Every 
other  beam  was  a  tracking  beam,  thus  the  PRF  for  the  track¬ 
ing  beams  was  5120  Hz.  The  PRF  of  the  pushing  beams  was 
varied  by  firing  either  every  pushing  pulse  (PRF  5120  Hz,  as 
shown  in  Fig.  3,  bottom),  every  fourth  pushing  pulse  (PRF 


1280  Hz),  every  fifth  pushing  pulse  (PRF  1024  Hz),  or  every 
sixth  pushing  pulse  (PRF  853  Hz).  The  first  beam  fired  was 
always  a  tracking  beam  which  served  as  a  reference  for  the 
initial  position.  The  raw,  radio-frequency  (RF)  data  were 
stored  and  processed  off-line. 

C.  Multiple  pushing  locations  with  2-D  tracking 
regions 

These  sequences  were  the  same  as  those  described  in 
Sec.  in  A,  however  only  11  tracking  lines  were  utilized  for 
each  pushing  location  (instead  of  13),  and  these  lines  were 
spaced  at  0.09  mm.  This  resulted  in  datasets  from  each  push¬ 
ing  location  covering  ±0.5  mm  laterally.  Multiple  pushing 
locations  were  interrogated  by  connecting  the  transducer  to 
an  automated  translation  stage,  and  translating  the  transducer 
to  interrogate  different  regions  of  tissue  (using  the  same 
acoustic  beam  parameters  and  sequences  at  each  location). 
These  experiments  were  performed  on  two  different  phan¬ 
toms,  each  with  an  8  mm  diameter  lesion  located  1.0  cm 
from  the  surface  of  the  phantom.  The  phantoms  were  sub¬ 
merged  in  a  liquid  slurry  phantom  material,  that  was  created 
by  blending  a  homogeneous  phantom.  This  was  done  in  or¬ 
der  to  achieve  the  same  absorption  and  attenuation  of  the 
beam  for  each  axial  transducer  position,  without  applying 
compression  to  the  phantom  itself.  The  pushing  point  loca¬ 
tions  spanned  11  mm  laterally,  and  9  mm  axially  with  1  mm 
spacing  in  both  dimensions  (Fig.  8  top).  The  raw  RF  data 
from  each  pushing  location  were  stored  for  off-line  process¬ 
ing. 

D.  Data  processing 

The  summed  RF  echo  data  is  16  bit  data,  acquired  from 
the  Elegra  scanner  at  a  sampling  rate  of  36  MHz.  The  data  is 
up-sampled  to  1.8  GHz,  thus  given  an  assumed  acoustic  ve¬ 
locity  of  1540  m/s  the  minimum  measured  displacement  is 
0.4  microns.  Off-line  data  processing  was  accomplished  by 
performing  1-D  cross-correlation  in  the  axial  dimension  be¬ 
tween  the  up-sampled  sequentially  acquired  tracking 
lines.^^’^  Each  tracking  line  was  divided  into  a  series  of 
search  regions  (0.7  mm  in  length),  and  the  location  of  the 
peak  in  the  cross-correlation  function  between  a  kernel  in  the 
first  tracking  line  (0.5  mm  in  length)  and  the  corresponding 
search  region  in  the  next  tracking  line  was  used  to  estimate 
the  axial  tissue  displacement  in  that  region.  No  overlap  of  the 
search  regions  was  used.  One-wavelength  translations  were 
removed  and  aU  displacements  associated  with  a  correlation 
coefficient  greater  than  0.99  were  considered  valid. 

E.  Intensity  measurements 

Pressure  and  intensity  calibration  measurements  were 
made  in  accordance  with  the  guidelines  provided  by  the 
American  Institute  of  Ultrasound  in  Medicine.^^  These  mea¬ 
surements  are  made  complicated  at  higher  transmit  voltages 
due  to  acoustic  saturation.^^  Saturation  occurs  at  lower  pres¬ 
sures  in  water  than  it  does  in  phantoms  and  tissue,  thus  ac¬ 
curate  measurement  of  the  intensities  and  pressures  used  for 
the  highest  transmit  voltages  was  not  possible.  However,  the 
relationship  between  the  acoustic  radiation  force  and  the  re- 
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TABLE  I.  Phantom  fabrication  recipes  for  300  milliliters  of  solution  (Ref,  34). 


Gelatin 

(g) 

Water 

(ml) 

N-propanol 

(ml) 

Graphite 

(g) 

Glutaraldehyde 
(25%  soln,  ml) 

E 

(kPa) 

Tissue  (A3»C) 

13.0 

230.0 

18.0 

18.75 

52.0 

~0.1 

Lesion 

17.0 

222.0 

18.0 

18.75 

60.0 

0.5 

Tissue  (D) 

20.0 

222.0 

18.0 

18.75 

60.0 

1.6 

suiting  displacement  is  linear.^^  Therefore,  one  can  obtain  an 
estimate  of  the  magnitude  of  the  radiation  force  generated  by 
a  very  high  intensity  acoustic  beam  by  comparing  the  corre¬ 
sponding  peak  displacement  obtained  in  the  same  phantom 
using  a  lower  intensity,  quantifiable  beam.  Where  Eq.  (3) 
applies,  the  ratio  of  the  forces  is  equal  to  the  ratio  of  the 
intensities.  Thus  one  can  obtain  an  estimate  of  the  intensity 
in  the  higher  energy  beam  imder  the  assumption  of  linear 
propagation  by  evaluating  the  ratio  of  the  peak  displace¬ 
ments. 

The  above  approach  does  not  account  for  the  enhance¬ 
ment  in  radiation  force  caused  by  nonlinear  prop¬ 
agation.  This  results  in  an  overestimate  of  the  inten¬ 

sity  of  the  beam,  due  to  the  assumption  of  a  single  frequency 
and  absorption  coefficient  in  Eq.  (3).  Even  so,  this  method 
provides  a  reasonable  approximation  of  the  intensities,  and 
thus  is  utilized  to  estimate  the  intensities  used  in  the  experi¬ 
ments  where  actual  measurements  were  not  possible  (i.e., 
transmit  voltages  of  80  V  and  higher). 

F.  Phantom  construction 

Experiments  were  performed  both  in  elastography  phan¬ 
toms,  and  in  thawed,  de- veined  calf  liver.  The  elastography 
phantoms  were  fabricated  from  gelatin,  graphite,  alcohol, 
water,  and  glutaraldehyde.^"^  The  lesions  in  the  phantoms 
were  all  generated  from  a  single  batch,  with  a  recipe  corre¬ 
sponding  to  a  higher  Young’s  modulus  than  the  background 
material.  Table  I  provides  the  recipes  for  the  phantoms.  The 
calf  liver  was  purchased  jfrozen  from  the  local  grocery  store 
in  a  vacuum-sealed  package.  It  was  thawed  under  water,  and 
the  experiments  were  performed  on  the  same  day. 


G.  Phantom  mechanical  property  characterization 

Characterization  of  the  Young’s  modulus  of  tissue  and 
tissue-like  media  is  very  challenging.  Only  a  few  reports 
exist  in  the  literature  on  the  subject. The  reported  values 
vary  considerably,  possibly  because  Krouskop  et  al.  appHed 
pre-compression  while  making  their  measurements,  whereas 
the  other  groups  did  not;^’^^’^^  the  stiffness  of  tissue  increases 
with  compression.^  The  numbers  provided  here  were  ob¬ 
tained  in  a  method  consistent  with  those  reported.  This  in¬ 
volved  modeling  of  the  test  apparatus  to  account  for  bound¬ 
ary  condition  deviations  from  the  assumed  theoretical 
solution,  and  a  comparison  of  the  experimental  measure¬ 
ments  with  both  the  theoretical  model  (which  had  inherent 
assumptions)  and  the  boundary  condition  correction 
model.^'^’^^  A  thorough  description  of  these  methods  is  out¬ 
side  of  the  scope  of  this  paper.  It  is  possible  that  our  mea¬ 
surements  suffer  from  a  constant  offset,  however,  the  relative 


stif&iesses  of  the  phantoms  are  consistent  (i.e.,  in  order  from 
the  most  compliant  to  the  most  stiff:  Phantom  C,  Phantom  A, 
Phantom  B,  Lesion  Material,  Phantom  D). 


IV.  RESULTS 
A-  Phantom  fabrication 


Phantoms  A,  B,  and  C  were  designed  using  the  same 
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lesion,  Phantoms  B  and  C  each  had  an  8  mm  diameter  lesion. 
Although  the  ingredients  were  the  same  for  each  of  these 
phantoms,  the  background  material  varied  in  its  Young’s 
modulus  slightly  between  batches.  This  is  likely  due  to  lim¬ 
ited  control  of  temperature  fluctuations  during  fabrication. 

The  measured  Young’s  modulus  of  the  lesion  material 
was  0.5  kPa.  The  Young’s  modulus  of  the  background  ma¬ 
terial  in  Phantoms  A,  B,  and  C  was  0.07  kPa,  0.13  kPa,  and 
0.05,  respectively.  These  values  are  approximately  an  order 
of  magnitude  lower  than  those  reported  for  soft  tissue, 
however  the  lesion  to  tissue  stiffness  ratios  (LTSR)  are  be¬ 
tween  3.8  and  10,  which  are  consistent  with  LTSRs  reported 
for  breast  tissue.^^ 

The  Young’s  modulus  of  Phantom  D  was  1.6  kPa.  Phan¬ 
tom  D  was  designed  without  a  lesion.  The  Young’s  modulus 
of  the  liver  sample  used  for  the  experiments  was  not  mea¬ 
sured,  however  reported  values  in  the  literature  range  from 
0.4  to  1.7  kPa.^^  A  comparison  of  the  steady  state  displace¬ 
ments  generated  with  the  same  remote  palpation  imaging 
sequence  in  both  Phantom  D  and  the  liver  sample  indicate 
that  Phantom  D  was  approximately  4  times  more  stiff  than 
the  liver  sample. 


B.  Single  pushing  location  with  2-D  tracking  region 

Figure  4(a)  portrays  the  two-dimensional  displacement 
profile  generated  in  a  homogeneous  portion  of  Phantom  A 
for  an  F/1  focal  configuration  with  a  lateral  focal  point  of  20 
mm,  and  a  relatively  low  transmit  voltage  (29  V).  This  image 
was  generated  after  10  milliseconds  of  force  application,  and 
represents  the  tissue  displacement  profile  (in  two  dimen¬ 
sions)  resulting  from  a  single  force  application.  If  the  acous¬ 
tic  beam  had  generated  a  point  load,  one  would  expect  a 
small  circular  displacement  profile,  consistent  with  Fig.  1. 
However,  the  focused  acoustic  beam  used  for  these  experi¬ 
ments  is  associated  with  an  intensity  field  that  is  approxi¬ 
mately  the  size  of  its  focal  region.  The  extent  of  the  inner 
contour  (~2dB)  shown  in  Fig.  4(a)  is  approximately  the 
size  of  the  intensity  field  of  the  acoustic  beam  (including 
intensity  values  down  to  —  20dB). 

The  derated  spatial  peak  temporal  average  intensity  of 
the  pushing  beams  used  to  generate  Fig.  4(a)  was  2.4  W/cm^, 
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HG.  4.  Displacement  maps  after  10  milliseconds  of  force  application  in 
phantom  A.  For  each  of  the  images,  the  black  contours  represent  levels  of 
-  2  dB  and  - 10  dB  of  the  peak  displacement,  the  lateral  focal  point  was  20 
mm,  the  transducer  was  located  at  the  top  of  the  images,  and  the  colorbar 
scale  is  in  microns,  (a)  Displacement  profile  generated  in  a  homogeneous 
legion  of  the  phantom  for  an  F/1  focal  configuration  using  a  single  pushing 
location  and  a  relatively  low  transmit  voltage  (29  V),  and  a  pulse  length  of 
2.2  microseconds,  (b)  Displacement  profile  generated  using  the  same  beam 
sequence  as  in  (a),  with  the  pushing  location  centered  in  an  11  mm  diameter 
lesion.  The  lesion  boundaries  are  highlighted  in  white.  Both  (a)  and  (b)  have 
the  same  colorbar  scales,  ranging  firom  0  to  3  microns,  (c)  Displacement 
profile  generated  in  the  same  location  as  (a),  also  using  an  F/1  focal  con¬ 
figuration  but  with  a  higher  transmit  voltage  (80  V),  and  a  pulse  length  of 
0.8  microseconds.  Note  that  the  displacement  profile  is  similar  to  (a),  how¬ 
ever  it  is  shorter  axially,  with  the  peak  shifted  slightly  closer  to  the  trans¬ 
ducer.  This  is  to  be  expected  in  the  presence  of  nonlinear  propagation,  (d) 
Displacement  profile  generated  in  the  same  location  as  (b),  using  the  same 
beam  sequence  as  in  (c).  Both  (c)  and  (d)  have  the  same  colorbar  scales, 
with  displacements  ranging  ftom  0  to  18  microns. 


lateral  position,  mm 

a  b  c 


FIG.  5.  Displacement  maps  generated  in  calf  liver  after  10  milliseconds  of 
force  application.  For  each  of  the  images,  the  black  contours  represent  levels 
of  - 1  dB,  —  3  dB,  and  -6  dB  of  the  peak  displacement.  The  units  of 
displacement  on  the  colorbars  are  microns.  The  transducer  was  located  at 
the  top  of  the  images.  A  constant  focal  configuration  of  F/1  was  used  to 
generate  these  images,  with  a  transmit  voltage  of  140  V,  and  a  pulse  length 
of  3.4  microseconds-  (a)  lateral  focal  point  at  10  mm.  (b)  Lateral  focal  point 
at  15  mm.  (c)  Lateral  focal  point  at  20  mm.  Note  that  the  peak  in  the 
displacement  map  moves  wifii  the  lateral  focal  point,  and  is  slightly  closer  to 
the  transducer  than  the  focal  point 

mated  derated  peak  intensity  of  the  beam  used  for  the  20  mm 
focus  is  80  W/cm^  (Sec.  HIE).  In  each  plot,  the  peak  in  the 
displacement  profile  occurs  slightly  in  front  of  the  focal  po¬ 
sition.  Although  the  focal  configuration  was  constant  (F/1), 
the  maximum  displacement  differs  in  each  plot:  12,  11,  and 
16  microns,  for  plots  a,  b,  and  c  respectively. 


and  the  associated  radiation  force,  as  computed  using  Eq. 
(3),  was  100  dynes/cm^.  The  maximum  displacement  is  2.9 
microns.  Figure  4(b)  shows  the  two-dimensional  displace¬ 
ment  profile  generated  when  the  same  beam  sequence  is  fo¬ 
cused  in  the  center  of  an  11  mm  diameter  lesion  in  the  same 
phantom.  The  maximum  displacement  is  smaller  than  in  the 
homogeneous  case  (1.4  microns),  and  the  shape  of  the  inten¬ 
sity  field  is  not  apparent  in  the  contours  of  displacement. 

Figure  4(c)  portrays  the  displacement  map  with  the 
pushing  beams  focused  in  the  same  phantom  location  as  in 
Fig.  4(a),  however  with  a  much  higher  transmit  voltage  (80 
V).  The  shape  of  the  contours  of  displacement  are  similar  to 
Fig.  4(a),  however  they  are  shorter  axially,  and  the  peak  has 
shifted  slightly  closer  to  the  transducer.  The  estimated  in  situ 
peak  intensity  (/spta.3)  of  this  beam  is  15  W/cm^  (Sec.  HIE). 
The  maximum  displacement  is  18  microns. 

Figure  4(d)  was  obtained  using  the  same  beam  sequence 
as  in  Fig.  4(c),  but  focused  within  the  lesion  [in  the  same 
location  as  in  Fig.  4(b)].  The  maximum  displacement  is  7 
microns.  A  comparison  of  image  pairs  a-b  and  c-d  indicates 
that  their  differences  are  similar.  In  both  image  pairs,  the 
— 10  dB  contours  begin  axially  in  similar  locations.  As  pre¬ 
dicted,  the  presence  of  the  lesion  decreases  the  peak  dis¬ 
placement,  and  alters  the  displacement  profile  from  the  ho¬ 
mogeneous  case.  In  both  Fig.  4(b)  and  Fig.  4(d)  the 
maximum  displacement  is  approximately  half  of  that  in  the 
corresponding  homogeneous  cases  [Figs.  4(a)  and  (c)]. 

Figure  5  portrays  the  displacement  profiles  generated  in 
the  calf  liver  sample,  using  different  focal  positions  (10,  15, 
and  20  mm).  In  each  case,  an  F/1  focal  configuration  was 
maintained  (i.e.,  the  number  of  active  transmit  elements  was 
increased  as  the  focal  position  depth  increased).  The  esti- 


C.  Single  A-line  interrogation 


Figure  6  portrays  the  maximum  displacement  through 
time  in  Phantom  A.  In  this  sequence,  all  of  the  tracking  fines 
were  fired  along  the  same  fine  (spatially)  as  the  pushing 
fines,  and  the  tracking  and  pushing  lines  were  interspersed 


FIG.  6-  Displacement  through  time  near  the  position  of  peak  displacement 
(17.5  mm  from  the  transducer)  in  phantom  A.  Top:  The  pulse  length  of  the 
pushing  pulses  was  varied  for  each  curve  as  indicated  in  the  legend  in  units 
of  microseconds,  but  the  PRF  was  held  constant  (3584  Hz),  as  was  the  focal 
configuration  (F/1)  and  transmit  voltage  (140  V).  Note  that,  as  expected,  the 
steady  state  displacement  for  the  3.4  microsecond  pulse  is  double  that  of  the 
1.7  microsecond  pulse.  Bottom:  For  each  of  these  curves,  the  same  pushing 
pulses  were  used  (F/1  focal  configuration,  a  pulse  length  of  5.8  microsec¬ 
onds,  and  a  transmit  voltage  of  140  V)  but  with  different  pushing  pulse 
PRFs.  The  frequency  of  the  ’rectified  sine  wave’  apparent  in  each  of  the 
three  plots  corresponds  to  the  PRF  of  the  high  intensity  beams  for  each 
experiment  (as  indicated  in  the  legend,  in  Hz).  This  is  due  to  the  recovery  of 
the  tissue  between  pushing  beams.  Note  that  the  magnitude  of  the  recovery 
increases  over  time,  with  increasing  mean  tissue  displacement 


630  J.  Acoust.  Soc.  Am.,  Vol.  110,  No.  1,  July  2001 


Nightingale  et  af.:  Remote  palpation  630 


time,  milliseconds 


HG.  7.  Displacement  over  time  in  the  focal  region  of  the  transducer  for 
Phantoms  A  and  D  in  a  homogeneous  portion  of  each  phantom,  as  well  as  in 
the  liver  sample.  In  both  Phantom  A  and  the  liver  sample,  the  pushing  pulses 
were  3.4  microseconds  long,  with  an  F/1  focal  configuration  and  a  transmit 
voltage  of  140  V.  In  Phantom  D,  the  pushing  pulses  were  5.8  microseconds 
long,  with  an  F/1  focal  configuration  and  a  transmit  voltage  of  140  V.  In  all 
experiments  the  pushing  pulses  and  tracking  pulses  were  interspersed,  and 
the  pushing  pulses  were  fired  for  a  total  of  52  lines,  and  then  turned  off.  The 
PRF  in  the  liver  sample  was  5120  Hz,  whereas  in  phantoms  A  and  D  it  was 
3584  Hz.  The  time  at  which  the  pushing  pulses  were  turned  off  has  been 
aligned  in  these  plots  for  ease  of  analysis.  The  dashed  lines  represent  expo¬ 
nential  fits  to  the  data.  The  time  constants  for  the  ramp  up  time  are  5.1,  1.6, 
and  6.2  milliseconds  for  phantoms  A,  D,  and  the  liver  sample,  respectively. 
The  time  constants  for  the  recovery  are  4.2,  1.5,  and  7.9  milliseconds  for 
phantoms  A,  D,  and  the  liver  sample,  respectively. 

(i.e.,  track,  push,  track,  push).  The  system  was  in  an  F/1 
focal  configuration,  and  the  transmit  voltage  was  140  Volts. 

The  curves  in  the  top  plot  were  generated  using  the  same 
PRF  for  both  the  pushing  and  tracking  pulses  (3584  Hz),  but 
different  pulse  lengths.  As  expected,  the  increase  in  steady 
state  displacement  is  linearly  related  to  the  increase  in  pulse 
length  (i.e.,  the  increase  in  intensity).  For  example,  the 
steady  state  displacement  for  the  3.4  microsecond  pulse  is 
double  that  of  the  1.7  microsecond  pulse.  Also  as  expected, 
the  time  constants  for  displacement  were  similar  for  the  dif¬ 
ferent  pulse  lengths  (^6  milliseconds,  determined  by  fitting 
the  curves  to  an  exponential). 

The  bottom  plot  was  generated  using  pushing  beams 
with  the  same  pulse  length  and  transmit  voltage,  but  with 
different  PRFs  (the  PRF  of  the  tracking  beams  was  held  con¬ 
stant  at  3584  Hz).  The  frequency  of  the  “rectified  sine 
wave”  apparent  in  each  of  the  three  curves  corresponds  to 
the  PRF  of  the  high  intensity  beams  for  each  experiment. 
This  temporal  response  is  due  to  the  recovery  of  the  tissue 
between  pushing  beams.  Note  that  the  magnitude  of  the  re¬ 
covery  increases  with  increasing  mean  tissue  displacement. 
This  recovery  is  not  apparent  in  the  top  plot  because  the  PRF 
of  the  tracking  beams  was  the  same  as  that  for  the  pushing 
beams,  thus  the  recovery  response  was  undersampled.  Again, 
as  expected,  the  time  constant  for  each  of  these  curves  was 
similar  to  those  in  the  top  plot  (~6  milliseconds). 

Figure  7  portrays  the  temporal  response  of  Phantoms  A, 

D,  and  the  liver  sample  during  force  application  and  after 
removal  of  the  force.  The  ramp-down  time  constants  are  4.2, 
1.5,  and  7.9  milliseconds,  respectively.  This  parameter  is  in¬ 
dicative  of  the  damping  present  in  the  tissue.  The  ramp-up 
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FIG.  8.  Top  left:  Grid  of  pushing  locations  (9X11  nun,  1  mm  spacing  in 
both  the  axial  and  lateral  directions)  and  their  relationship  to  the  lesion. 
Each  dot  at  the  grid  intersections  represents  an  independent  pushing  location 
focal  point  (and  thus  a  different  position  of  the  translation  stage  and  trans¬ 
ducer).  At  each  position,  the  beam  sequence  described  in  Sec.  Ill  A  was 
fired  (with  line  spacings  as  described  in  Sec.  Ill  C).  The  2-D  tracking  region 
sunoimding  each  pushing  focal  point  extends  across  the  entire  ROI  axially, 
and  laterally  it  extends  ±0.5  mm,  halfway  between  each  of  the  neighboring 
focal  point  positions  (i.e.,  dots)  to  the  left  and  right  Top  right:  Raw  data 
from  the  fourth  row  of  pushing  locations  (including  aU  of  the  lateral  tracking 
lines)  used  to  generate  the  image  shown  in  Fig.  9.  The  colorbar  scale  is  in 
miorons,  and  the  transducer  is  located  at  the  top  of  the  image.  Note  that 
although  the  focal  position  of  the  pushing  beams  is  at  a  fixed  range  (19  mm), 
the  lesion  is  well  defined  firom  12  to  21  mm  axially.  Bottom:  Each  subplot 
represents  the  displacement  along  the  axis  of  the  high  intensity  pushing 
beam  for  the  9  axial  pushing  locations  at  each  lateral  position  shown  on  the 
grid  above  [(a)-(f)].  The  transducer  is  at  the  left  side  of  these  plots.  The 
lesion  is  clearly  apparent  as  a  “dip’"  in  the  displacement  profiles  in  lines 
a-d,  and  the  width  of  the  “dip”  is  consistent  with  the  cross-sectional  dimen¬ 
sion  of  the  lesion  at  each  lateral  location. 

time  for  Phantom  D  is  about  the  same  (1.6  milliseconds), 
however  it  is  sHghtly  slower  for  Phantom  A  (5.1  millisec¬ 
onds),  and  slightly  faster  for  the  liver  sample  (6.2  millisec¬ 
onds). 

D.  Multiple  pushing  locations  with  2-D  tracking 
regions 

Figure  8  (top)  provides  a  schematic  showing  the  position 
of  the  different  pushing  locations  (i.e.  focal  points)  used  in 
the  multiple  pushing  location  experiments,  and  their  relation¬ 
ship  to  the  lesion  in  Phantom  C.  The  sub-plots  show  the 
displacement  in  the  same  spatial  location  as  the  pushing 
beam  after  10  milhseconds  of  force  appKcation  in  each  grid 
location.  Each  subplot  represents  the  displacements  obtained 
at  all  of  the  axial  positions  in  one  lateral  location  in  the  grid 
(as  indicated  by  the  letters  a-f).  The  presence  of  the  lesion  is 
clear  in  these  plots,  where  a  “dip”  in  the  axial  profile  occurs 
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FIG.  9-  (a)  Displacement  image  created  j&x)m  multiple  pushing  locations  in 
phantom  C,  corresponding  to  the  raw  data  shown  in  Fig.  8.  The  pushing 
pulses  were  1.7  microseconds  long,  with  an  F/1  focal  configuration  and  a 
transmit  voltage  of  140  V.  The  PRF  was  3584  Hz.  The  image  was  created 
by  combining  flie  displacements  in  each  spatial  location  after  10  millisec¬ 
onds  of  force  application.  The  units  of  displacement  on  the  colorbar  are 
microns,  and  the  transducer  is  at  the  top  of  the  images,  (b)  Corresponding 
B-mode  image. 

in  each  lateral  location  that  intersected  the  lesion.  The  extent 
of  the  “dip”  corresponds  to  the  length  of  the  interrogated 
cross-section  of  the  lesion. 

Figure  9(a)  portrays  the  combination  of  all  of  the  dis¬ 
placement  data  from  the  different  pushing  locations  (from 
Fig.  8)  into  a  single  displacement  image.  In  this  image,  the 
displacement  at  each  pixel  is  determined  by  computing  the 
average  displacement  from  all  of  the  pushing  locations 
whose  focal  regions  overlap  with  that  pixel.  The  lesion  is 
clearly  apparent  in  the  displacement  image,  while  it  is  not  as 
evident  in  the  conventional  B-mode  image  [Fig.  9(b)]. 

Figure  10(a)  represents  a  combined  displacement  image 
of  Phantom  B  that  was  generated  in  the  same  way  as  Fig. 
9(a).  Phantom  B  had  a  slight  tear  along  the  interface  betw’een 
the  lesion  and  the  background  on  the  left  side  of  the  image. 
This  region  filled  with  the  liquid  slurry  phantom  material  that 
surrounded  the  phantom.  Therefore,  it  was  much  more  com¬ 
pliant  than  the  phantom  itself.  This  is  apparent  in  the  dis¬ 
placement  map  shown  in  Fig.  10(a),  as  weU  as  in  the  corre¬ 
sponding  B-mode  image  [Fig.  10(b)]. 

V.  DISCUSSION 

Several  insights  can  be  gained  from  the  simplified  point 
load  analysis  of  radiation  force  (Fig.  1).  This  model  is  appli¬ 
cable  to  the  lateral  and  elevation  dimensions,  where  the  size 
of  the  acoustic  focal  region  is  a  fraction  of  a  millimeter.  It 
implies  that  RP  can  locally  sample  tissue  stiffness  with  mini¬ 
mal  confounding  artifacts  from  neighboring  tissue  stifftiess 
variations  in  these  dimensions.  In  addition,  because  the  strain 
and  displacement  fields  are  highly  localized,  displacements 
measured  at  the  point  of  force  application  are  highly  corre¬ 
lated  with  tissue  stiffness  at  that  location. 

The  point  load  model  is  not  directly  applicable  in  the 
axial  dimension,  where  the  radiation  force  is  distributed 
along  a  line  (i.e.,  the  focal  region  is  approximately  1  cm 
axially).  This  does  not,  however,  result  in  poor  axial  resolu¬ 
tion.  As  shown  in  Fig.  8,  the  lesion  boundary  is  preserved  in 
all  of  the  data  where  the  axial  extent  of  the  focal  region  (i.e., 
the  line  of  distributed  force)  crosses  the  lesion  boundary. 

Figures  9  and  10  clearly  demonstrate  the  feasibility  of 
acoustic  remote  palpation  imaging.  The  homogeneous  back¬ 
ground  medium  is  a  fairly  uniform  gray  color,  and  the  stiffer 

632  J.  Acoust.  Soc.  Am.,  Vol.  110,  No.  1,  July  2001 


FIG.  10.  (a)  Displacement  image  created  ftom  multiple  pushing  locations  in  ^ 

phantom  B.  This  phantom  had  a  tear  between  the  lesion  and  the  background 
material  on  the  left  side  of  the  lesion.  This  resulted  in  some  of  the  liquid 
phantom  leaking  into  the  tear,  and  hence  a  much  more  compliant  region  in 
the  vicinity  of  the  tear.  The  pushing  pulses  were  0.83  microseconds  long,  t 

with  an  F/1  focal  configuration  and  a  transmit  voltage  of  140  V,  and  a  PRF 
of  3584  Hz.  The  force  applied  in  this  experiment  was  half  of  that  used  to 
generate  the  image  in  Fig.  9.  The  image  was  created  by  combining  the 
displacements  in  each  spatial  location  after  10  milliseconds  of  force  appli¬ 
cation.  The  units  of  displacement  on  the  colorbar  are  microns,  and  the  trans¬ 
ducer  is  at  the  top  of  the  images,  (b)  Corresponding  B-mode  image. 


lesion  is  clearly  apparent  as  a  darker  region.  The  spatial  ex¬ 
tent  of  the  lesions  shown  in  these  images  is  comparable  to 
that  in  the  corresponding  B-mode  images.  The  presence  of 
the  lesion  is  not  apparent  in  the  displacement  maps  beyond 
the  lesion  boundaries.  This  is  clearly  evident  in  Fig.  8,  where 
the  displacements  on  either  side  of  the  “dip”  are  very  simi¬ 
lar  to  those  obtained  in  the  same  axial  location  in  the  absence 
of  a  lesion  [e.g.,  subplots  8(d)  and  (f)].  This  supports  the 
hypotheses  that  remote  palpation  imaging  can  be  performed 
in  complex  media  without  significant  artifacts  induced  by 
neighboring  structures,  and  that  the  displacements  achieved 
in  remote  palpation  imaging  are  directly  correlated  to  tissue 
stiffness. 

As  predicted  by  finite  element  simulations,^^  the  dis¬ 
placement  profiles  remain  approximately  the  same  shape  for 
increases  in  intensity;  and  the  displacement  magnitude  scales 
with  intensity  [Figs.  4(a)  and  (c)].  The  slight  decrease  in  the 
axial  extent  of  the  displacement  profile,  and  the  slight  shift  of 
the  displacement  peak  towards  the  transducer  in  Fig.  4(c)  is 
likely  a  result  of  nonlinear  propagation  of  the  higher  pressure  i 

amplitude  acoustic  beam.^®'^^  In  both  cases,  the  presence  of  j 

the  lesion  results  in  a  considerably  different  displacement  i 

profile. 

In  comparing  Figs.  4(a)  and  (c),  and  Figs.  4(b)  and  (d),  it 
is  clear  that  the  images  generated  at  lower  intensities  exhibit 
more  noise.  This  is  due  to  the  lower  displacements  in  these 
images.  The  minimum  detectable  displacement  for  a  correla-  I 

tion  based  tracking  algorithm  is  dependent  upon  several  fac¬ 
tors:  system  signal-to-noise  ratio  (SNR),  pulse-to-pulse  cor¬ 
relation,  signal  bandwidth,  as  well  as  the  center  frequency  t 

and  pulse  length  of  the  tracking  beams.  Utilizing  values  for 
the  above  parameters  that  are  applicable  to  the  experiments 
performed  herein  (i.e.,  40  dB,  0.99,  70%,  7.2  MHz,  0.3  /xs, 
respectively),  the  lower  limit  of  displacement  that  can  be 
tracked  is  computed  to  be  0.5yam.^^  The  majority  of  the  dis¬ 
placements  in  the  low  intensity  cases  [Figs.  4(a)  and  (b)]  are 
close  to  this  minimum  detectable  value,  thus  these  displace¬ 
ment  images  have  a  lower  signal-to-noise  ratio  (SNR)  than  I 

those  corresponding  to  the  higher  intensity  beams  [Figs.  4(c)  | 
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and  (d)].  Clearly,  larger  displacements  are  preferable  to 
achieve  better  SNRs. 

Figure  5  represents  the  first  in  vitro  remote  palpation 
displacement  maps  generated  in  a  tissue  sample.  Displace¬ 
ments  of  up  to  15  microns  were  achieved  in  this  tissue 
sample.  The  varying  lateral  focal  point  experiments  were 
performed  in  order  to  investigate  the  limitations  presented  by 
a  linear  array  with  a  fixed  elevation  focus.  Each  of  the  three 
maps  was  generated  using  an  F/1  focal  configuration  and  the 
same  transmit  voltage  and  pulse  length.  If  tlie  arrays  were 
axi-symmetric  (i.e.,  pistons),  one  would  expect  identically 
shaped  displacement  profiles,  with  decreases  in  peak  dis¬ 
placement  at  deeper  focal  positions  due  to  the  attenuation  of 
the  overlaying  tissue.  However,  because  a  linear  array 
(asymmetric,  5  mm  X  20  mm)  was  used,  the  peak  displace¬ 
ment  actually  occurs  for  the  deepest  focal  position  [Fig. 
5(c)].  This  focal  position  is  closer  to  the  elevational  focal 
point  than  the  other  two  focal  positions,  which  results  in 
increased  intensities  in  this  location.  Remote  palpation  will 
ideally  be  implemented  by  holding  the  transducer  in  a  sta¬ 
tionary  position,  and  using  electronic  focusing  to  apply  ra¬ 
diation  force  to  multiple  pushing  locations  within  an  ex¬ 
tended  field  of  view  (FOV).  The  implications  of  Fig.  5  are 
that  some  type  of  depth/focal  position  dependent  scaling  may 
be  necessary  to  achieve  a  uniform  displacement  map  in  a 
homogeneous  medium.  This  would  be  similar  to  time  gain 
control  (TGC),  which  is  available  on  diagnostic  scaimers  to 
account  for  tissue  attenuation  and  focal  gain.  These  results 
also  suggest  that  a  two-dimensional  array  capable  of  elec¬ 
tronically  focusing  in  both  the  lateral  and  elevation  dimen¬ 
sions  is  preferable  to  a  linear  array. 

Evaluation  of  the  steady  state  displacements  shown  in 
the  top  of  Fig.  6  indicates  a  linear  relationship  between 
steady  state  displacement  and  acoustic  pulse  length.  Because 
increases  in  radiation  force  are  proportional  to  increases  in 
temporal  average  intensity  (which  are  proportional  to  in¬ 
creases  in  pulse  length),  the  steady  state  displacements 
shown  in  this  plot  portray  a  linear  relationship  between  ra¬ 
diation  force  and  temporal  average  intensity,  which  was  pre¬ 
dicted  by  finite  element  simulations.^^ 

The  bottom  plot  in  Fig.  6  was  generated  using  the  same 
pushing  pulses,  with  different  PRFs.  Therefore,  the  intensity 
was  lower  for  the  lower  PRFs,  which  resulted  in  smaller 
steady  state  displacements.  Because  the  PRF  of  the  tracking 
pulses  was  fixed  at  3584  Hz,  which  is  above  Nyquist  for 
each  of  the  pushing  pulse  PRFs,  the  bottom  plot  in  Fig.  6 
portrays  the  recovery  of  the  phantom  after  each  individual 
pushing  pulse.  This  is  apparent  in  the  “rectified  sine  wave” 
that  appears  on  each  curve.  The  PRF  of  the  pushing  pulses  is 
identical  to  the  frequency  of  the  “rectified  sine  wave”  for 
each  curve.  It  is  interesting  to  note  that  for  each  curve,  the 
magnitude  of  the  recovery  increases  with  increasing  mean 
displacement  (i.e.,  the  amplitude  of  the  rectified  sine  wave 
increases  with  time).  In  addition,  the  magnitude  of  the  “rec¬ 
tified  sine  wave”  is  slightly  larger  for  the  lower  PRFs.  This 
is  due  to  the  recovery  of  the  tissue  between  pushing  pulses. 
The  longer  the 'time  between  pushing  pulses,  the  more  the 
tissue  recovers  resulting  in  a  net  “loss  ’  in  maximum  dis¬ 
placement.  This  suggests  that  a  more  efficient  method  to 


implement  remote  palpation  wiU  be  to  use  a  single,  very  long 
pushing  pulse,  instead  of  the  series  of  shorter  duty  cycle 
pushing  pulses  (1%  to  3%  duty  cycles)  used  in  these  experi¬ 
ments. 

This  point  is  further  demonstrated  by  evaluating  the  dis¬ 
placement  after  the  same  number  of  pulses  have  been  fired  at 
two  different  PRFs  (Fig.  6,  bottom).  For  example,  at  a  PRF 
of  1280  Hz,  after  6  milliseconds,  8  pushing  pulses  have  been 
fired,  and  the  displacement  is  45  microns.  Correspondingly, 
8  pushing  pulses  have  been  fired  at  a  PRF  of  853  Hz  after  8.5 
milliseconds,  and  the  displacement  is  36  microns.  If  one 
computes  the  temporal  average  intensity  used  in  both  sce¬ 
narios  over  8.5  milliseconds,  it  is  the  same.  However,  by 
applying  the  energy  initially,  instead  of  evenly  spacing  it 
over  the  entire  time,  an  increase  of  20%  is  achieved  in  the 
maximum  displacement. 

Figure  7  allows  the  evaluation  of  the  recovery  time  of 
two  different  phantoms  and  the  liver  sample.  This  quantity  is 
indicative  of  the  damping  present  in  the  tissue.  The  liver 
sample  is  clearly  more  damped  than  either  of  the  phantoms, 
as  it  has  a  longer  recovery  time.  Phantom  D  exhibits  consid¬ 
erably  less  damping  than  the  other  two,  in  that  its  recovery 
curve  appears  almost  linear. 

As  stated  in  the  background  section,  remote  palpation  is 
similar  to  elastography,  however  it  has  many  potential  ad¬ 
vantages.  The  fact  that  the  radiation  force  field  is  locaHzed 
and  can  be  applied  in  selected  remote  locations  is  significant. 
Because  the  force  is  applied  directly  to  the  position  of  inter¬ 
est,  considerably  smaller  forces  are  required  than  in  the  case 
of  global  compression.  Thus  one  can  achieve  lesion  detect¬ 
ability  without  exposing  the  tissue  to  potentially  damaging 
larger  strain  fields.  In  addition,  because  displacement  is  di¬ 
rectly  correlated  with  local  variations  in  stiffness,  the  method 
does  not  require  complex  reconstruction  algorithms.  Also,  in 
contrast  to  elastography,  the  displacements  generated  during 
remote  palpation  are  relatively  small  (microns).  Thus  the 
correlation  based  tracking  routines  are  not  subject  to  prob¬ 
lems  associated  with  relative  scatterer  motion  in  the  presence 
of  large  strain.^^  Finally,  remote  palpation  provides  the  abil¬ 
ity  to  evaluate  and  image  localized  variations  in  the  temporal 
response,  or  damping,  of  tissue. 

CUnical  implementation  of  remote  palpation  will  be 
similar  to  conventional  mixed  modes,  such  as  B-mode/color- 
mode.  The  physician  wiU  identify  a  smaller  FOV  within  a 
B-mode  image  where  remote  palpation  will  be  implemented. 
Then,  upon  entering  the  remote  palpation  mode,  the  physi¬ 
cian  will  hold  the  transducer  in  a  stationary  position  while 
the  FOV  is  interrogated  via  electronic  focusing  and  steering. 
Depending  upon  the  size  of  the  FOV,  the  spacing  of  the 
pushing  locations,  and  the  time  spent  at  each  location,  frame 
rates  as  high  as  2  to  5  frames  per  second  may  be  achieved 
while  interrogating  a  1.5  cm  square  FOV.  This  frame  rate 
will  allow  the  superposition  of  remote  palpation  displace¬ 
ment  images  with  the  conventional  B-mode  image  in  semi- 
real-time,  which  will  aid  clinical  evaluation. 

The  resolution  achievable  by  remote  palpation  imaging 
systems  will  depend  upon  a  variety  of  factors,  including  the 
size  and  spacing  of  the  pushing  beams,  the  resolution  and 
spacing  of  the  tracking  beams,  the  target  tissue  mechanical 
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properties  [Eqs.  (4)  and  (5)],  and  the  methods  of  image  for¬ 
mation  utilized.  The  impact  of  these  factors  on  resolution  is 
under  investigation,  however  it  is  outside  the  scope  of  this 
paper. 

Given  the  comparably  high  intensities  and  unique  puls¬ 
ing  sequences  of  remote  palpation  imaging,  the  safety  of  the 
method  is  of  concern.  The  phantoms  used  to  create  Figs.  9 
and  10  had  Young’s  moduli  that  were  an  order  of  magnitude 
lower  than  those  of  tissue,  whereas  phantom  D  was  approxi¬ 
mately  four  times  more  stiff  than  the  liver  sample.  Detect¬ 
able  displacements  were  achieved  in  all  of  these  media.  The 
derated  intensity  used  in  the  liver  sample  was  approximately 
80W/cm^.  Accounting  for  the  variability  of  tissue  stiff¬ 
nesses,  this  suggests  that  a  reasonable  upper  limit  on  the  in 
situ  intensity  required  for  in  vivo  remote  palpation  will  be 
around  300W/cm^  at  each  pushing  location  (assuming  an 
application  time  of  several  milliseconds).  This  is  well  in  ex¬ 
cess  of  the  FDA  limit  (0.72  W/cm^).^^  However,  these  high 
intensity  beams  need  only  be  generated  for  time  scales  on  the 
order  of  milliseconds.  In  this  short  time  period,  the  heating 
that  would  be  generated  is  less  than  1  and  is  limited 
spatially  to  a  region  that  is  slightly  smaller  than  the  focal 
region  of  the  acoustic  beam.  Therefore,  assuming  that  adja¬ 
cent  pushing  beams  do  not  significantly  overlap,  the  maxi¬ 
mum  expected  temperature  rise  will  be  less  than  1  °C.  It  is 
widely  accepted  that  temperature  increases  of  less  than  1  °C 
do  not  pose  a  danger  to  the  patient."^  Thus,  remote  palpation 
imaging  as  discussed  herein  should  not  pose  a  danger  to  the 
patient. 

VI.  CONCLUSION 

The  work  presented  herein  demonstrates  the  feasibility 
of  acoustic  remote  palpation.  Displacement  maps  that  are 
directly  correlated  with  variations  in  tissue  stif&iess  were 
generated  and  presented.  It  is  possible  to  perform  remote 
palpation  using  a  single  transducer  on  a  diagnostic  scanner  to 
both  generate  the  required  high  intensity  beams,  and  track 
the  resulting  displacements.  This  will  facilitate  ease  of 
implementation  on  transition  to  the  chnical  setting.  The  in¬ 
tensities  that  are  required  to  induce  detectable  displacements 
in  vivo  (i.e.,  tens  of  microns)  will  be  on  the  order  of 
200-300  W/cm^,  and  the  required  dwell  time  less  than  10 
milliseconds.  Due  to  the  short  duration  of  exposure,  these 
beams  should  not  cause  appreciable  tissue  heating.  Given 
these  findings,  acoustic  Remote  Palpation  clearly  exhibits 
chnical  potential. 
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Abstract 

The  clinical  viability  of  a  method  of  acoustic  remote  palpation,  capable  of  imaging 
local  variations  in  the  mechanical  properties  of  soft  tissue  using  Acoustic  Radia¬ 
tion  Force  Impulse  (ARFI)  imaging,  is  investigated  in  vivo.  In  this  method,  focused 
ultrasound  is  used  to  apply  localized  radiation  force  to  small  volumes  of  tissue  (2 
mm^)  for  short  durations  (less  than  1  msec)  and  the  resulting  tissue  displacements 
are  mapped  using  ultrasonic  correlation  based  methods.  The  tissue  displacements 
are  inversely  proportional  to  the  stiffness  of  the  tissue,  and  thus  a  stiffer  region 
of  tissue  exhibits  smaller  displacements  than  a  more  compliant  region.  Due  to  the 
short  duration  of  the  force  application,  this  method  provides  information  about  the 
mechanical  impulse  response  of  the  tissue,  which  reflects  variations  in  tissue  visco¬ 
elastic  characteristics.  In  this  paper,  experimental  results  are  presented  demonstrat¬ 
ing  that  displacements  on  the  order  of  ten  microns  can  be  generated  and  detected 
in  soft  tissues  in  vivo  using  a  single  transducer  bn  a  modified  diagnostic  ultrasound 
scanner.  Differences  in  the  magnitude  and  the  transient  response  of  tissue  displace¬ 
ment  are  correlated  with  tissue  structures  in  matched  B-mode  images.  The  results 
comprise  the  first  in  vivo  ARFI  images,  and  support  the  clinical  feasibility  of  a 
radiation  force  based  remote  palpation  imaging  system. 

Key  words:  Acoustic  Radiation  Force  Impulse  Imaging,  Remote  Palpation, 
Acoustic  Radiation  Force,  Breast  Ultrasound,  Elastography 
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1  Introduction 

The  concept  of  assessing  the  material  properties  of  a  medium  by  monitoring  its  response 
to  acoustic  radiation  force  was  first  proposed  by  Sugimoto  et.  al.  in  1990  (Sugimoto  et  al., 
1990).  In  1991,  Dymling  et.  al.  proposed  the  use  of  radiation  force  to  characterize  the  viscous 
properties  of  a  fluid  (Dymling  et  al.,  1991).  Since  then,  several  applications  have  been  pro¬ 
posed.  The  viscous  properties  of  milk  (Dymling  et  al.,  1991),  in  vivo  cyst  fluid  (Nightingale 
et  al.,  1995,  1999),  and  blood  (Hartley,  1997;  Zauhar  et  al,  1998;  Shi  et  al.,  1999)  have 
all  been  investigated,  as  have  the  visco-elastic  properties  of  the  vitreous  humor  (Walker 
et  al.,  2000),  and  the  mechanical  properties  of  soft  tissue  (Sarvazyan  et  al.,  1998,  Fatemi 
and  Greenleaf,  1998;  Nightingale  et  al.,  2000). 


Acoustic  radiation  force  is  a  phenomenon  associated  with  the  propagation  of  acoustic  waves 
through  a  dissipative  medium.  It  is  caused  by  a  transfer  of  momentum  from  the  wave  to  the 
medium,  arising  either  from  absorption  or  reflection  of  the  wave  (Torr,  1984).  This  momen¬ 
tum  transfer  results  in  the  application  of  a  body  force  in  the  direction  of  wave  propagation. 
In  an  absorbing  medium,  and  under  plane  wave  assumptions,  this  force  can  be  represented 
by  the  following  equation  (Torr,  1984;  Nyborg,  1965;  Dalecki,  1993;  Starritt  et  al.,  1991, 
Nightingale  et  al.,  2000): 


Wabsorbed  ‘lOil 


(1) 


where  F  [dynes/(1000  cm^)],  or  [kg/(s2cm2)]  is  acoustic  radiation  force,  Wohs<yrbed  [Watts/(100 
cm^)]  is  the  power  absorbed  by  the  medium  at  a  given  spatial  location,  c  [m/s]  is  the  speed  of 
sound  in  the  medium,  a  [m"^]  is  the  absorption  coefficient  of  the  medium,  and  I  [Watts/cm^j 
is  the  temporal  average  intensity  at  a  given  point  in  space.  For  a  focused  acoustic  beam,  the 
radiation  force  is  applied  throughout  the  focal  region  of  the  acoustic  beam. 

Acoustic  Radiation  Force  Impulse  (ARFI)  imaging  is  a  new  radiation  force  based  imaging 
method  that  provides  information  about  the  local  mechanical  properties  of  tissue  (Nightin¬ 
gale  et  al,  2001).  ARFI  imaging  uses  short  duration  acoustic  radiation  forces  to  generate 
localized  displacements  in  tissue  and  these  displacements  are  tracked  using  ultrasonic  corre¬ 
lation  based  methods.  The  tissue  response  to  these  forces  can  be  monitored  both  spatially 
and  temporally.  Displacement  magnitude  is  inversely  proportional  to  local  tissue  stiffness 
and  is  typically  on  the  order  of  ten  microns.  Tissue  velocity  is  related  to  tissue  visco-elastic 
characteristics.  The  volume  of  tissue  to  which  radiation  force  is  applied  is  determined  by 
the  focal  characteristics  of  the  transmitting  transducer,  and  is  typically  1  to  8  mm  .  The 
period  and  temporal  profile  of  the  force  application  are  determined  by  the  transmitter  pulse 
shape,  with  the  duration  of  the  force  application  limited  to  less  than  1  millisecond.  In  this 
method,  a  single  transducer  on  a  diagnostic  ultrasound  system  is  used  to  both  apply  local¬ 
ized  radiation  forces  within  tissue  for  short  time  periods  and  to  track  the  resulting  tissue 
displacements.  The  use  of  a  single  transducer  guarantees  both  alignment  and  ease  of  clinical 
implementation,  as  well  as  facilitating  real-time  implementation. 

Two  widely  investigated  methods  that  provide  information  about  the  stiffness  of  tissue  are 
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elastography  (Ophir  et  al.,  1991;  O’Donnell  et  al,  1994;  Sarvazyan  et  al,  1995;  Cespedes 
et  al.,  1995;  Ztiu  et  al.,  1999)  and  sono elasticity  (Taylor  et  al.,  2000;  Muthupillai  et  al.,  1995; 
Yamakoshi’et  al.,  1990;  Lerner  et  al,  1990;  Parker  et  al.,  1990;  Krouskop  et  al,  1987;  Levin¬ 
son,  1987).  In  elastography,  local  variations  in  tissue  strain  are  determined  by  measuring  local 
displacements  that  occur  during  global  tissue  compression  (Ophir  et  al,  1991;  0  Donnell 
et  al,  1994;  Sarvazyan  et  al,  1995;  Cespedes  et  al,  1995;  Zhu  et  al,  1999).  The  Young’s 
modulus  of  the  tissue  can  then  be  reconstructed  from  these  strain  images.  This  method  has 
shown  some  promise  in  differentiating  benign  from  malignant  lesions  in  the  breast  (Garra 
et  al,  1997).  In  sono  elasticity,  low  frequency  shear  wave  propagation  is  imaged  using  Doppler 
methods,  from  which  the  Young’s  modulus  of  tissue  can  be  estimated  (Taylor  et  al,  2000; 
Muthupillai  et  al,  1995;  Yamakoshi  et  al,  1990;  Lerner  et  al,  1990;  Parker  et  al,  1990; 
Krouskop  et  al,  1987).  ARFI  imaging  has  some  potential  advantages  over  these  methods, 
including  the  ability  to  locally  sample  tissue  stiffness  with  minimal  confounding  artifacts 
from  neighboring  tissue  stiffness  variations,  the  decrease  in  maximum  tissue  strain  required 
for  lesion  visualization,  and  the  potential  for  real-time  implementation  without  the  need  for 
external  compression  fixtures.  In  addition,  ARFI  imaging  provides  information  about  the 
dynamic  temporal  response  of  tissue  {i.e.  the  mechanical  impulse  response  of  tissue),  which 
is  indicative  of  variations  in  tissue  visco-elastic  characteristics. 

ARFI  imaging  has  many  potential  clinical  applications,  including:  detecting  and  character¬ 
izing  a  wide  variety  of  soft  tissue  lesions,  and  identifying  and  characterizing  atherosclerosis, 
plaque,  and  thromboses.  In  this  paper,  the  following  three  hypotheses  are  investigated  in 
vivo:  first,  that  ARFI  imaging  can  be  implemented  using  a  single  transducer  on  a  diagnostic 
scanner  to  generate  and  detect  tissue  displacements  in  vivo]  second,  that  tissue  structural 
information  will  be  apparent  in  ARFI  displacement  maps;  and  third,  that  the  transient 
response  of  tissue  to  radiation  force  will  vary  with  tissue  type. 


2  Methods 

Experiments  were  performed  with  a  Siemens  Elegra  scanner  (Siemens  Medical  Systems,  Ul¬ 
trasound  Group,  Issaquah,  WA),  that  has  been  modified  to  allow  user  control  of  the  acoustic 
beam  sequences  and  intensities,  as  well  as  providing  access  to  the  raw  radio-frequency  (RF) 
echo  data.  A  Siemens  75L40  linear  array  was  used  for  these  experiments.  This  array  consists 
of  194  elements,  each  of  which  are  5  mm  tall  and  approximately  0.2  mm  wide,  with  a  center 
frequency  of  7.2  MHz.  The  number  of  active  elements  can  be  selected  electronically  to  adjust 
the  lateral  transmit  aperture  width.  There  is  a  fixed-focus  acoustic  lens  on  each  element 
that  focuses  in  the  elevation  dimension.  Lateral  focusing  is  accomplished  electronically  by 
applying  the  appropriate  delays  to  each  active  element. 

The  beam  sequences  used  for  these  experiments  consist  of  tracking  beams  and  pushing 
beams.  The  tracking  beams  were  standard  diagnostic  B-mode  pulses  {i.e.  7.2  MHz,  0.2/isec 
pulse  length,  F/1  focal  configuration,  apodized,  Ispta.i  (derated  spatial  peak  temporal  average 
intensity)  <  0.1  W/cm^,  MI  (Mechanical  Index;  derated  peak  negative  pressure  divided  by 
the  square  root  of  the  center  frequency)  of  0.4,  FRF  (Pulse  Repetition  Frequency)  of  5.6 
kHz),  and  the  system  dynamically  updates  the  focal  point  for  these  beams  on  receive.  The 
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pushing  beams  were  similar  to  those  employed  by  this  system  for  Doppler  imaging,  however 
they  had  much  longer  pulse  lengths,  and  were  applied  at  a  15%  duty  cycle  for  0.7  milliseconds 
{i.e.  7.2  MHz,  28  fisec  pulse  length).  The  pushing  beam  transmit  aperture  utilized  an  F/1.5 
focal  configuration  with  no  apodization,  and  achieved  an  Ispta.s  below  1000  W/cm^,  applied 
for  0.7  milliseconds,  (i.e.  4  pulses  at  a  PRF  of  5.6  kHz),  with  an  MI  of  1.2.  The  pushing  pulse 
echoes  were  not  processed. 

ARFI  images  were  generated  using  nineteen  pushing  locations,  each  with  the  same  focal 
depth  (20  mm),  separated  laterally  by  0.18  mm.  Thus  the  lateral  Region  of  Interest  (ROI)  of 
the  resulting  ARFI  images  was  3.6  mm.  At  each  pushing  location  alternating  tracking  and 
pushing  lines  were  fired  along  the  same  line  of  flight  (i.e.  A-line  interrogation).  The  PRF  for 
these  experiments  was  11264  Hz,  thus  the  PRF  for  both  the  tracking  and  pushing  beams 
was  5632  Hz.  The  first  beam  fired  was  a  tracking  beam  which  served  as  a  reference  for  the 
initial  tissue  position.  Then  a  series  of  four  pushing  beams  interspersed  with  tracking  beams 
were  fired.  These  interspersed  beams  were  immediately  followed  by  21  tracking  beams  which 
allowed  observation  of  the  temporal  response  of  the  tissue  after  removal  of  radiation  force. 
The  time  spent  at  each  pushing  location  was  4.6  msec;  acquisition  of  data  from  all  19  pushing 
locations  took  90  msec.  The  raw  RF  echo  data  was  stored  and  processed  off-line. 

2.1  Method  Safety 

The  MI  of  the  pushing  beams  used  for  ARFI  imaging  is  less  than  the  United  States  Food 
and  Drug  Administration  (US  FDA)  limit  of  1.9,  and  is  consistent  with  those  used  in  Color 
Doppler  imaging.  Therefore,  the  potential  for  generating  non-thermal  bioeffects  (i.e.  cavita¬ 
tion)  with  the  ARFI  pushing  beams  is  no  greater  than  that  for  conventional  Color  Doppler 
pulse  sequences  with  a  similar  MI. 

A  worst-case  estimate  of  the  potential  temperature  increase  resulting  from  the  pushing  beams 
used  in  ARFI  imaging  can  be  estimated  by  solving  the  bio-heat  transfer  equation  (Pennes, 
1948)  neglecting  convection  and  conduction  (Nyborg,  1988;  NCRP,  1983).  Under  these  as¬ 
sumptions,  the  equation  becomes  a  first  order  linear  differential  equation,  whose  solution 
provides  a  linear  relationship  between  temperature  increase  and  application  time: 

at  =  =  — t,  (2) 


where  AT  is  the  increase  in  temperature,  is  the  rate  of  heat  production  per  unit  volume,  jv 
is  the  volume  specific  heat  for  tissue,  a  is  the  absorption  coefficient  of  tissue,  I  is  the  temporal 
average  intensity  of  the  acoustic  beam  in  a  given  spatial  location,  and  t  is  the  application  time. 
For  the  pushing  beams  used  in  ARFI  imaging,  the  peak  anticipated  temperature  increase  in 
each  pushing  location  is  0.14  °C  (a— 0.415  Np/cm  (i.e.  0.5  dB/cm/MHz  at  7.2  MHz),  /— 1000 
W/cm^  (in  situ),  7^=4.2  Joules/ (cm^^C),  t  =  0.7  msec).  The  spatial  separation  of  the  pushing 
locations  results  in  minimal  accumulation  of  heat  between  locations.  Thermal  increases  less 
than  1.0°C  are  considered  acceptable  during  diagnostic  ultrasound  scanning  (Center  for 
Devices  and  Radiological  Health  (CDRH),  1994;  NCRP,  1992),  and  thus  the  ARFI  beam 
sequences  used  in  these  experiments  do  not  pose  an  increased  risk  to  the  patient  over  that 
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of  conventional  ultrasound  imaging. 


2.2  Data  Processing 

The  summed  RF  echo  data  is  16  bit  data,  acquired  from  the  Elegra  scanner  at  a  sampling 
rate  of  36  MHz.  The  data  is  up-sampled  to  4.3  GHz,  thus  given  an  assumed  acoustic  velocity 
of  1540  m/s  the  minimum  measured  displacement  is  0.18  microns.  Off-line  data  processing 
was  accomplished  by  performing  1-D  cross-correlation  in  the  axial  dimension  between  the 
up-sampled  sequentially  acquired  tracking  lines  (Trahey  et  ah,  1987;  O’Donnell  et  al.,  1994). 
Each  tracking  line  was  divided  into  a  series  of  search  regions  (0.33  mm  in  length),  and  the 
location  of  the  peak  in  the  cross  correlation  function  between  a  kernel  in  the  first  tracking 
line  (0.27  mm  in  length)  and  the  corresponding  search  region  in  the  next  tracking  line  was 
used  to  estimate  the  axial  tissue  displacement  in  that  region.  A  75%  overlap  of  the  kernel 
regions  was  used.  The  resulting  datasets  allow  the  monitoring  of  tissue  displacement  through 
time  both  during  and  after  force  application. 

2.3  ARFI  Image  Formation 

The  complete  ARFI  dataset  includes  displacement  through  time  throughout  a  two-dimensional 
ROI.  Because  the  measured  tissue  velocities  are  comparable  to  those  induced  by  cardiac 
and  respiratory  motion  [i.e.  3.7  microns  of  motion  in  4.6  msec,  assuming  a  velocity  of  0.8 
mm/sec  (El-Fallah  et  al.,  1997)),  displacements  due  to  radiation  force  can  be  obscured  by 
cardiac  and  respiratory  motion.  A  simple  motion  filter  was  devised  to  remove  these  artifacts. 
At  each  spatial  location,  a  linear  fit  to  the  displacement  data  is  computed  from  time  step  0 
(with  0  displacement)  to  the  last  time-step  (4.6  msec),  at  which  time  the  tissue  is  expected  to 
have  returned  to  its  original  position.  The  slopes  of  these  lines  are  averaged  using  a  0.1  mm 
axial  sliding  window,  and  this  linear  component  is  subtracted  from  the  temporal  displace¬ 
ment  data  at  each  spatial  location,  with  the  remaining  displacements  being  attributed  to 
radiation  force.  ARFI  displacement  images  are  generated  by  combining  the  data  from  each 
spatial  location  at  each  time  step.  These  images  are  superimposed  over  matched  B-mode 
images. 

In  addition  to  images  of  tissue  displacement,  images  of  the  time  it  takes  for  the  tissue  to  reach 
its  peak  displacement,  and  tissue  recovery  velocity  {i.e.  the  slope  of  the  displacement /time 
curve  as  the  tissue  recovers  to  its  initial  position)  are  presented. 

2.4  Clinical  Implementation 

The  transducer  was  hand-held  for  these  experiments.  Once  an  ROI  had  been  identified  using 
conventional  B-mode,  the  custom  pulse  sequence  was  fired  (as  described  above),  and  echo 
data  was  stored  for  off-line  processing.  After  firing  the  custom  pulse  sequence,  the  system 
stopped  transmitting,  the  transmit  beam  software  was  updated,  and  the  corresponding  B- 
mode  image  frame  was  acquired  within  1  second.  Each  acquisition  took  approximately  2 
minutes,  including  transducer  positioning,  data  acquisition,  and  data  storage.  Experiments 
were  performed  in  the  abdomen,  bicep,  and  thyroid  of  the  authors,  as  well  as  in  the  breast 
of  one  patient  under  the  guidance  of  the  IRB  approved  clinical  protocol. 
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3  Results 

In  a  homogeneous  tissue  mimicking  phantom,  the  ARFI  pulse  sequence  produced  a  dis¬ 
placement  profile  that  was  consistent  with  the  size  of  the  focal  region  of  the  pushing  beams 
immediately  after  force  application  (Figure  la).  The  white  region,  corresponding  to  a  is- 
placement  of  14  microns  away  from  the  transducer,  extends  axially  along  the  length  of  the 
focal  region  of  the  pushing  beam.  The  phantom  exhibited  a  complex  transient  response  to 
the  ARFI  beam  sequence  (Figure  lb).  Note  that  the  peak  in  displacement  first  occurs  at  the 
focus  (20  mm)  at  0.8  msec.  This  peak  then  propagates  axially  away  from  the  focus  (both 
toward  and  away  from  the  transducer),  with  peaks  in  displacement  occurring  later  m  time 
increasingly  farther  from  the  focus  (z.e.  the  peaks  at  15  and  25  mm  occur  later  than  that  at  20 
mm,  but  earlier  than  that  at  10  mm).  In  addition,  the  apparent  width  of  the  peak  increases 
with  distance  from  the  transducer.  This  increase  in  width  is  associated  with  decreasing  tissue 
velocities  (i.e.  slope  of  the  displacement/time  curve).  Throughout  this  paper,  these  tissue 
velocities  will  be  referred  to  as  the  excitation  velocity  (slope  of  the  displacement /time  curve 
during  the  application  of  radiation  force  (0  through  0.7  msec)),  and  the  recovery  veloci  y 
(slope  of  the  displacement/time  curve  as  the  tissue  recovers  from  its  peak  displacement  to 

its  original  position). 

In  the  human  bicep,  the  ARFI  pulse  sequence  produced  displacements  with  variations  in 
magnitude  that  were  correlated  with  layered  structures  in  the  matched  B-mode  image  (  ig- 
ure  2a).  The  layered  structures  in  the  B-mode  image  at  9,  14,  20,  and  23  mm  m  depth  are 
clearly  portrayed  in  the  ARFI  image.  The  transient  response  of  the  bicep  is  more  complex 
than  that  of  the  phantom  (Fig.  2b).  The  tissue  at  depths  17  and  20  mm  exhibits  hig  er 
excitation  velocities  than  at  depths  23  and  8  mm,  with  the  tissue  at  13  mm  exhibiting  the 
slowest  excitation  velocity.  In  addition,  the  tissue  at  8  mm  exhibits  a  faster  recovery  velocity 

than  that  at  any  other  depth. 


In  the  thyroid,  the  displacement  magnitude  was  nearly  uniform  over  the  majority  of  the  gland 
immediately  after  cessation  of  radiation  force  (Figure  3a).  Note  that  there  is  no  speckle  m 
the  ARFI  image.  The  speckle  signal  to  noise  ratio  (SNR,  f )  of  the  region  of  tissue  within 
the  thyroid  is  6.1  in  the  ARFI  image,  as  compared  to  1.7  in  the  B-mode  image. 
velocities  within  the  thyroid  tissue  are  slower  than  those  of  the  tissue  above  it  (Fig.  3  ). 
The  peak  in  displacement  occurs  later  in  time  at  depths  8-15  mm  than  does  at  dept  s 
20  and  21  mm.  In  contrast  to  the  phantom  and  bicep  images  (Figs,  lb,  2b),  the  excitation 
velocities  are  nearly  the  same  at  all  tissue  depths. 


In  the  abdomen,  the  ARFI  displacement  image  immediately  after  force  cessation  shows  good 
correlation  with  layered  structures  apparent  in  the  matched  B-mode  image  (Figure  4a)  tor 
example,  in  the  ARFI  image,  the  band  of  tissue  at  23  mm  is  clearly  differentiated  as  a  stiffer 
region  of  tissue  (i.e.  a  region  of  decreased  displacement).  In  some  cases,  the  displacements 
are  lower  for  brighter  B-mode  structures  (i.e.  depth  of  23  mm),  and  m  some  cases  the 
displacements  are  larger  (i.e.  depth  of  14  mm). 

Both  the  excitation  and  recovery  tissue  velocities  vary  with  depth  in  the  abdomen  (Fig.  4b)^ 
In  general,  the  excitation  velocities  decrease  with  increasing  distance  from  the  focus  (2U 
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mm)  The  exception  is  that  the  excitation  velocity  of  the  band  of  tissue  at  23  mm  is  much 
slower  than  that  of  the  tissue  beneath  it.  This  band  of  tissue  also  exhibits  a  much  slower 
recovery  velocity  than  other  tissues. 

In  the  breast,  there  appears  to  be  good  correlation  between  the  ARFI  image  and  the  matched 
B-mode  image  from  5  to  30  mm  in  depth  (Figure  5a).  The  lesion  is  portrayed  in  the  ARFI 
image  as  a  stiffer  region  (i.e.  smaller  displacement)  surrounding  a  noisier  slightly  softer  region 
(i.e.  larger  mean  displacement).  This  lesion  was  determined  to  be  an  infected  lymph  node 

by  core  biopsy. 

The  excitation  velocities  in  the  breast  at  depths  of  7,  10  and  15mm  are  higher  than  those  at 
depths  of  3,  20  and  25mm  (Fig.  5b).  In  addition,  the  recovery  velocities  at  20,  25,  and  to  a 
lesser  extent  15  mm  are  slower  than  those  at  the  other  depths. 

The  transient  response  to  ARFI  excitation  in  the  breast  varies  with  tissue  structure  For 
example  in  Fig  6,  the  region  of  tissue  on  the  left  side  of  the  image  spanning  from  13  to  18 
mm  (corresponding  to  a  structure  in  the  B-mode  image)  moves  farther,  and  exhibits  a  later 
peak  displacement  than  any  other  region  of  tissue.  Note  that  this  region  of  tissue  is  s  ig  y 
darker  than  the  surrounding  tissue  in  the  matched  B-mode  image.  In  addition,  there  is  a 
region  of  tissue  located  at  10  mm  on  the  right  side  of  the  ARFI  image  that  also  takes  longer 
to  reach  its  peak  displacement,  but  recovers  more  quickly  than  its  surrounding  ^^issue^  In 
contrast  to  the  feature  on  the  left  side,  this  region  of  tissue  corresponds  to  a  slightly  brighter 
region  in  the  matched  B-mode  image. 

In  addition  to  images  of  displacement  at  0.8  msec,  images  of  the  time  it  tak^  for  tissue 
to  reach  its  peak  displacement  and  images  of  recovery  velocity  allowed  the  differentiation 
of  some  tissue  structures  (Fig.  7).  Each  of  these  images  show  good  correlation  with  tissue 
structures  in  the  matched  B-mode  image. 

The  axial  extent  of  the  region  of  tissue  over  which  appreciable  radiation  force  is  ^pphed 
appears  to  be  larger  than  the  focal  region  of  the  pushing  beams  in  some  tissues  (Fig.  8).  ihe 
phantom  and  bicep  portray  strong  peaks  in  displacement  near  the  focus,  the  axial  extent  of 
which  is  consistent  with  the  size  of  the  axial  extent  of  the  focal  region  of  the  pushing  beams. 
However,  the  other  tissues  do  not  exhibit  strong  peaks  near  the  focus.  The  band  of  tissue  at 
23  mm  in  the  abdomen  is  apparent  as  a  dip  in  the  displacement  curve,  as  are  the  boundaries 
of  the  breast  lesion  at  20  and  24  mm.  The  peak  in  the  breast  data  occurs  near  10  mm,  well 
in  front  of  the  focus  (20  mm). 


4  Discussion 

The  results  presented  herein  represent  the  first  in  vivo  Acoustic  Radiation  Force  Impulse 
images  Peak  displacement  magnitudes  range  from  5  to  13  microns  m  vivo.  In  general,  vari¬ 
ations  in  displacement  magnitude  in  the  ARFI  images  are  highly  correlated  with  structures 
in  the  matched  B-mode  images.  For  example,  the  lesion  in  the  B-mode  image  of  the  breast 
exhibits  a  stiff  outer  boundary,  with  a  softer  interior  in  the  matched  ARFI  image  (Fig.  5). 
Core  biopsy  of  this  lesion  demonstrated  an  infected  lymph  node,  with  a  central  more  liquid 
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abscessed  component.  This  pathology  is  consistent  with  a  softer  inner  core  surrounded  by  a 
stiffer  encapsulating  region  of  tissue.  While  these  findings  are  circumstantial,  they  do  sug¬ 
gest  potential  correlation  between  the  clinical  pathology  and  the  ARFI  image.  In  some  cases 
brighter  structures  in  the  B-mode  image  appear  softer  than  the  surrounding  tissue  {i.e.  they 
move  farther:  Fig.  4  at  14mm,  and  Fig.  5  at  10mm),  and  in  some  cases  they  appear  stiffer 
{i.e.  Fig.  4  at  23mm).  This  indicates  that,  as  expected,  tissue  brightness  in  a  B-mode  image 
is  not  directly  related  to  tissue  stiffness.  These  findings  support  our  first  two  hypotheses: 
that  ARFI  images  can  be  generated  in  vivo.,  and  that  tissue  structures  will  be  apparent  in 

ARFI  images. 

There  is  no  speckle  in  the  ARFI  images.  Thus,  the  traditionally  defined  speckle  SNR  of  a 
conventional  ultrasound  imaging  system  {i.e.  which  has  a  maximum  value  of  1.91  (Good¬ 
man,  1996))  is  in  general  lower  than  that  of  an  ARFI  imaging  system.  For  example,  in  Fig.  3, 
the  speckle  SNR  in  the  thyroid  is  more  than  three  times  larger  in  the  ARFI  image  than  in 
the  matched  B-mode  image  (6.1  vs.  1.7).  Comparison  of  the  contrast  of  the  ARFI  and  B- 
mode  images  yields  variable  results.  The  contrast  is  computed  to  be  the  ratio  of  the  mean 
brightness  (B-mode  image)  or  displacement  (ARFI  image)  in  two  matched  ROIs  within  the 
images,  with  the  highest  value  in  the  numerator.  For  example,  in  Fig.  3,  the  contrast  between 
the  thyroid  and  the  tissue  above  it  is  1.6  in  the  B-mode  image,  and  1.2  in  the  ARFI  image. 
In  the  abdomen,  the  contrast  between  the  band  of  tissue  at  23  mm  and  the  tissue  above 
it  is  1.1  in  the  B-mode  image,  and  2.0  in  the  ARFI  image.  These  diff'erences  are  expected, 
because  the  images  represent  different  tissue  properties. 

The  radiation  force  and  resulting  tissue  displacements  are  predominantly  in  the  direction 
of  wave  propagation.  With  the  imaging  geometry  used  in  ARFI  imaging,  only  these  axial 
displacements  are  tracked.  While  useful  information  might  be  derived  from  the  lateral  com¬ 
ponents  of  displacement,  they  are  expected  to  be  very  small  (i.e.  less  than  1  micron),  and 
direct  ultrasonic  tracking  of  such  small  displacements  is  extremely  challenging.  The  theoret¬ 
ical  lower  limit  on  the  displacement  that  can  be  tracked  using  correlation  based  algorithms 
can  be  estimated  using  the  Cramer- Rao  Lower  Bound  (Walker  and  Trahey,  1995).  Assuming 
a  good  signal-to-noise  ratio  (60  dB),  and  a  high  correlation  between  the  reference  and  track¬ 
ing  lines  (0.998),  the  estimated  lower  limit  on  the  axial  displacement  that  can  be  tracked 
in  the  ARFI  data  is  0.5  microns.  For  the  majority  of  the  data  in  the  ARFI  datasets,  these 
assumptions  are  valid.  However,  within  the  breast  lesion  in  Fig.  5,  the  correlation  values  are 
lower  (0.989),  and  thus  the  jitter  error  is  more  than  doubled  (1.2  microns).  This  results  in  a 
noisier  image  in  this  region. 


Different  tissues  exhibit  different  transient  responses  to  the  ARFI  pushing  beams.  Fig.  7 
allows  the  differentiation  of  tissue  structures  based  on  displacement  magnitude  at  0.8  msec, 
the  time  it  took  for  the  tissue  to  reach  its  maximum  displacement,  and  the  recovery  velocity 
of  tissue.  This  supports  the  third  hypothesis  of  this  paper,  that  differences  in  the  transient 
response  of  tissue  may  be  used  to  characterize  tissue.  In  media  where  simple  tissue  models 
are  applicable  (such  as  the  Voigt  model  (Walker  et  ah,  2000)),  one  could  derive  mechanical 
properties  from  such  parametric  images.  However,  evaluation  of  the  transient  response  of 
soft  tissue  to  ARFI  excitation  is  complex.  The  factors  affecting  the  measured  local  transient 
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response  of  tissue  to  ARFI  excitation  include  the  following:  the  local  tissue  visco-elastic 
properties  and  tissue  density;  the  local  magnitude  of  radiation  force,  the  properties  of  the 
surrounding  tissue  {i.e.  the  boundary  conditions);  and  the  generation  and  propagation  o 
shear  waves.  The  combination  of  these  effects  make  it  difficult  to  form  images  of  specific  ma¬ 
terial  properties  from  the  ARFI  displacement  data.  However,  this  situation  is  similar  to  that 
of  conventional  ultrasonic  B-mode  imaging  and  MRI,  in  that  the  images  provide  anatomic 
detail  without  imaging  a  specific  material  property.  There  are  a  myriad  of  methods  from 
which  the  measured  displacement  data  can  be  used  to  generate  potentially  useful  images. 
Examples  of  which  are  shown  in  Figure  7.  In  addition,  varying  the  characteristics  of  the  push¬ 
ing  and  tracking  beams  {i.e.  look  direction,  focal  characteristics,  timing,  intensity,  transmi 
frequency)  should  allow  improved  visualization  of  more  specific  material  properties. 

An  interesting  phenomenon  that  is  evident  in  the  in  vivo  ARFI  images  is  the  apparent 
increase  in  length  of  the  axial  dimension  of  the  volume  of  tissue  over  which  radiation  force  is 
applied  over  that  observed  in  the  phantom  (Fig.  8).  In  the  phantom,  the  axial  displacement 
profile  exhibits  a  strong  peak  near  the  focus,  which  is  consistent  with  the  size  of  the  focal 
region  of  the  pushing  beams.  In  the  bicep,  while  structural  information  is  apparent  from 
depths  of  5  to  30  mm,  there  also  appears  to  be  a  strong  peak  in  the  axial  displacement  profile 
within  the  focal  region  of  the  pushing  beams.  This  peak  could  be  attributed  to  softer  ti^ssue 
in  this  region,  or,  more  likely,  it  could  be  attributed  to  an  increase  in  the  local  radiation  force 
due  to  the  focal  gain  of  the  acoustic  beam.  However,  the  thyroid,  abdomen,  and  breast  do  not 
exhibit  strong  peaks  near  the  focal  region.  The  clear  portrayal  of  structural  information  m 
these  tissues  from  5  to  30  mm  seems  to  suggest  that  radiation  force  of  appreciable  magnitude 
was  applied  over  this  entire  range.  In  other  words,  there  is  no  apparent  focal  gam  m  these 
images  While  the  exact  cause  of  this  focal  region  ’stretching’  is  unclear,  it  is  likely  re  a  e 
to  differences  in  absorption  (a)  and  possibly  nonlinearity  of  the  different  tissues.  The  cause 
of  this  phenomenon  is  under  investigation. 

The  resolution  of  an  ARFI  imaging  system  will  depend  on  several  factors,  including  trans¬ 
ducer  parameters,  number  of  pushing  locations,  spatial  relationship  of  pushing  locations  and 
tracking  beams,  and  the  pulse  length  and  kernel  size  used  for  the  trackmg  algorithm.  As  wit  i 
elastography,  in  addition  to  these  system  parameters,  the  resolution  will  also  be  impacted  by 
the  tissue  itself.  The  images  shown  herein  suggest  that  the  resolution  of  an  ARFI  magmg 
system  will  be  at  least  comparable  to  that  achieved  in  conventional  B-mode  imaging.  For 
example,  the  upper  boundary  of  the  lesion  in  Fig.  5  is  slightly  angled  and  the  ARFI  image 
portrays  comparable  axial  and  lateral  resolution  to  the  matched  B-mode  image;  in  addition 
the  upper  thyroid  boundary  in  Fig.  3  is  clearly  apparent  in  both  the  ARFI  and  matched 

B-mode  images. 


The  acoustic  energy  required  to  generate  detectable  displacements  in  vivo^  is  an 

has  the  potential  to  generate  increases  in  tissue  temperature.  However,  the  tissp  displaces 
quickly,  thus  the  application  of  high  acoustic  intensities  (less  than  1000  W/cm  m  situ)  is 
limited  to  a  short  time  span  (0.7  msec  in  each  pushing  location).  It  has  been  suggested  that  it 
is  not  possible  to  generate  detectable  displacements  using  radiation  force  in  soft  tissue  while 
maintaining  a  temperature  increase  below  1°C  (Walker  et  ah,  2000;  Fatemi  and  Green  ea  , 
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2000).  These  statements  are  based  upon  a  steady  state  assumption,  which  is  not  applicable 
to  ARFI  imaging.  As  shown  by  Eqn.  2,  the  intensities  and  application  times  of  the  pushing 
pulses  used  for  ARFI  imaging  are  safe,  and  will  not  result  in  an  increase  in  risk  to  the  patient 
over  that  associated  with  conventional  diagnostic  ultrasound  imaging. 

5  Conclusion 

The  feasibility  of  ARFI  imaging  has  been  established  by  demonstration  of  in  vivo  studies. 
Using  a  single  transducer  on  a  modified  diagnostic  scanner,  tissue  displacements  on  the  order 
of  ten  microns  were  generated  using  acoustic  radiation  force  and  detected  using  ultrasonic 
correlation  based  methods  in  vivo.  Differences  in  displacement  maps  are  correlated  with  tissue 
structure  as  observed  in  matched  B-mode  images.  The  transient  response  of  tissue  varied 
with  tissue  type,  suggesting  a  possible  application  of  ARFI  imaging  in  differentiating  tissues 
based  on  differences  in  their  visco-elastic  behavior.  Although  these  findings  are  preliminary, 
they  present  several  opportunities  for  ARFI  imaging,  and  indicate  that  this  method  holds 
considerable  clinical  promise. 
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Figure  1: 


Figure  2: 


Figure  3: 


a)  ARFI  image  of  tissue  displacement  at  time  0.8  msec  (right,  overlaid  on  top  of  the 
B-mode  image),  and  matched  B-mode  image  (left)  in  a  homogeneous  tissue  numickmg 
phantom.  The  transducer  is  located  at  the  top  of  the  images,  and  the  colorbar  scale 
is  microns.  The  white  region  in  the  ARFI  image,  corresponding  to  a  displacement  of 
14  microns,  extends  axially  along  the  length  of  the  focal  region  of  the  pushing  beam 
(approximately  3  mm),  b)  displacement  through  time  at  different  depths  (as  indicated  in 
mm  in  the  legend)  in  the  center  of  the  ARFI  image  (0  mm  laterally).  Note  that  m  this 
homogeneous  phantom,  propagation  of  the  peak  displacement  toward  and  away  from  t  e 
focal  region  is  apparent  both  as  a  decrease  in  the  excitation  and  recovery  velocities  (i.e. 
the  slopes  of  the  curve  during  and  after  force  application,  respectively)  as  well  as  a  delay 
in  the  location  of  the  peak  displacement  with  increasing  distance  from  the  focus  (20  mm). 

a)  ARFI  displacement  image  at  time  0.8  msec  (right),  and  matched  B-mode  image  (left) 
in  the  bicep  of  the  third  author.  The  transducer  is  located  at  the  top  of  the  images,  and 
the  colorbar  scale  is  microns.  The  layered  structures  exhibit  good  correlation  between  the 
B-mode  and  ARFI  images  {ie.  at  depths  of  9,  14,  20,  and  23  mm).  The  boundary  of  the 
fibrous  tissue  layer  between  the  muscles  at  14mm  is  delineated  by  a  dark  region  in  the 
ARFI  image,  and  the  upper  boundary  of  the  fibrous  band  at  20  mm  is  delineated  by  a 
bright  region  in  the  ARFI  image,  b)  displacement  through  time  at  different  depths  (as 
indicated  in  mm  in  the  legend)  in  the  center  of  the  ARFI  image  (0  mm  laterally).  The 
excitation  velocities  are  greatest  near  the  focus  (17  and  20  mm),  and  the  recovery  velocity 
is  slowest  at  a  depth  of  13  mm, 

a)  ARFI  image  of  displacement  at  0.8  msec  (right),  and  matched  B-mode  image  (left)  in 
the  thyroid  of  the  last  author.  The  transducer  is  located  at  the  top  of  the  images,  and 
the  colorbar  scale  is  microns.  The  thyroid  (11  to  21  mm  in  depth)  is  clearly  apparent  in 
the  ARFI  image  as  a  region  of  nearly  uniform  displacement  of  3  microns,  b)  displacement 
through  time  at  different  depths  (as  indicated  in  mm  in  the  legend)  m  the  center  of  the 
ARFI  image  (0  mm  laterally).  Note  that  in  contrast  to  the  phantom  (Fig.  lb),  the  tissue 
at  all  depths  exhibits  similar  excitation  velocities.  In  addition,  the  recovery  velocity  at  a 
depth  of  8  mm  (above  the  thyroid)  is  much  faster  than  those  within  the  thyroid. 
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Figure  4: 


Figure  5: 


Figure  6: 


a)  ARFI  image  of  tissue  displacement  at  0.8  msec  (right),  and  matched  B-mode  image 
(left)  in  the  abdomen  of  the  last  author.  The  transducer  is  located  at  the  top  of  the  images, 
and  the  colorbar  scale  is  microns.  A  10  mm  non-attenuating  standoff  pad  was  used  for  this 
acquisition.  There  is  good  correlation  between  layered  structures  in  the  ARFI  image  and 
the  underlying  B-mode  image.  The  band  of  tissue  at  23  mm  appears  to  be  stiffer  than  the 
surrounding  tissue  {i.e.  it  does  not  move  as  far  as  other  tissues).  The  layer  of  skin  at  the 
top  of  the  image  (10  -  13  mm)  appears  to  move  uniformly,  with  a  smaller  magnitude  than 
the  underlying  tissue,  b)  displacement  through  time  at  different  depths  (as  indicated  in 
mm  in  the  legend)  in  the  center  of  the  ARFI  image  (0  mm  laterally).  Note  that  the  band 
of  tissue  at  23  mm  exhibits  slower  excitation  and  recovery  velocities  than  the  surrounding 

tissues. 

a)  ARFI  image  of  tissue  displacement  at  0.8  msec  (right),  and  matched  B-mode  image 
(left)  in  an  in  vivo  female  breast.  The  transducer  is  located  at  the  top  of  the  images,  and 
the  colorbar  scale  is  microns.  There  is  a  lesion  located  on  the  right  side  of  the  images 
between  20  and  25  mm  that  is  evident  as  a  darker  region  of  tissue  in  the  B-mode  image 
(white  arrow).  This  lesion  was  palpable,  and  upon  aspiration  was  determined  to  be  an 
infected  lymph  node.  In  the  ARFI  image,  the  lesion  boundary  appears  stiffer  than  its 
interior  and  the  tissue  above  it  {i.e.  it  exhibits  smaller  displacements).  In  addition  the 
oval  structure  in  the  B-mode  image  immediately  above  and  to  the  left  of  the  lesion  (black 
arrow)  appears  to  be  outlined  as  a  softer  region  of  tissue  than  its  surroundings  in  t  e 
ARFI  image  b)  displacement  through  time  at  different  depths  (as  indicated  in  mm  in  the 
legend)  in  the  center  of  the  ARFI  image  (0  mm  laterally).  The  tissue  at  depths  of  7  10 
and  15  mm  exhibits  faster  excitation  and  recovery  velocities  than  that  at  20,  25,  and  3 

mm. 

ARFI  images  at  times  0.4  msec  (a),  1.2  msec  (b),  2.1  msec  (c),  and  3.0  msec  (d)  m  the 
in  vivo  female  breast  (generated  from  the  same  dataset  as  the  data  shown  in  Fig  5).  Ihe 
transducer  is  located  at  the  top  of  the  images,  and  the  colorbar  scale  is  microns.  Note  that 
the  oval  structure  immediately  above  and  to  the  left  of  the  lesion  in  the  B-mode  mage 
(Fig.  5a,  left,  black  arrow)  appears  to  be  softer  than  the  tissue  to  its  right.  In  addition,  it 
takes  longer  to  reach  its  peak  displacement  than  the  surrounding  tissue. 
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Figure  7 


Figure  8 


B-mode  image,  ARFI  image  of  tissue  displacement  at  0.8  msec,  ARFI  image  of  the  time  it 
took  for  the  tissue  to  reach  its  peak  displacement,  and  ARFI  image  of  the  tissue  recovery- 
velocity  from  the  in  vivo  breast  data.  Note  the  reversal  in  contrast  bet-ween  the  time  to 
peak  displacement  and  recovery  velocity  images.  For  example,  the  tissue  above  the  oval 
structure  on  the  left  side  of  the  B-mode  image  is  darker  in  the  time  to  peak  image,  and 
brighter  in  the  recovery  velocity  image,  whereas  the  oval  structure  exhibits  the  opposite 
behavior. 

Normalized  mean  displacement  vs.  depth  (averaged  laterally  across  all  19  pushing  loca¬ 
tions)  from  Figs.  1-  5.  Each  curve  was  normalized  by  its  peak  value,  and  then  scaled  to  a 
different  value  in  order  to  allow  observation  of  the  curve  shape  (phantom  by  0.3,  bicep  by 
0.5,  abdomen  by  0.7,  thyroid  by  1.1  and  breast  by  1.3).  The  curve  for  the  abdomen  does 
not  include  the  standoff  pad,  thus  it  begins  at  the  surface  of  the  skin  (10  mm  axially). 
Note  that  the  phantom  and  the  bicep  exhibit  strong  peaks  in  displacement  near  the  focus, 
however  a  strong  focal  peak  is  not  apparent  in  the  thyroid,  breast,  or  abdomen. 
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